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1. INTRODUCTION 


Three-dimensional (3D) echocardiographic (3DE) imaging represents 
a major innovation in cardiovascular ultrasound. Advancements in 
computer and transducer technologies permit real-time 3DE acquisi¬ 
tion and presentation of cardiac structures from any spatial point of 
view. The usefulness of 3D echocardiography has been demonstrated 
in (1) the evaluation of cardiac chamber volumes and mass, which 
avoids geometric assumptions; (2) the assessment of regional left ven¬ 
tricular (LV) wall motion and quantification of systolic dyssynchrony; 
(3) presentation of realistic views of heart valves; (4) volumetric eval¬ 
uation of regurgitant lesions and shunts with 3DE color Doppler 
imaging; and (5) 3DE stress imaging. However, for 3D echocardiog¬ 
raphy to be implemented in routine clinical practice, a full under¬ 
standing of its technical principles and a systematic approach to 
image acquisition and analysis are required. The main goal of this doc¬ 
ument is to provide a practical guide on how to acquire, analyze, and 
display the various cardiac structures using 3D echocardiography, as 
well as limitations of the technique. In addition, this document de¬ 
scribes the current and potential clinical applications of 3D echocar¬ 
diography along with their strengths and weaknesses. 


2. INSTRUMENTATION 


a. Fully Sampled Matrix-Array Transducers 
An important milestone in the history of real-time 3D echocardiogra¬ 
phy was reached shortly after the year 2000, with the development of 
fully sampled matrix-array transducers. These transducers provided 
excellent real-time imaging of the beating heart in three dimensions 
and required significant technological developments in both hard¬ 
ware and software, including transducer design, microelectronic tech¬ 
niques, and computing. 

Currently, 3DE matrix-array transducers are composed of nearly 
3,000 piezoelectric elements with operating frequencies ranging 
from 2 to 4 MHz and from 5 to 7 MHz for transthoracic echocardio¬ 
graphic (TTE) and transesophageal echocardiographic (TEE) imaging, 
respectively. These piezoelectric elements are arranged in a matrix con¬ 
figuration within the transducer and require a large number of digital 
channels for these fully sampled elements to be connected. To 
reduce both power consumption and the size of the connecting 
cable, several miniaturized circuit boards are incorporated into the 
transducer, allowing partial beam-forming to be performed in the 
probe. Additionally, developments in transducer technology have re¬ 
sulted in a reduced transthoracic transducer footprint, improved side- 
lobe suppression, increased sensitivity and penetration, and the 
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Figure 1 (Top) Example of electrocardiographically triggered multiple-beat 3DE data acquisition from a transthoracic apical window. 
Narrow pyramidal volumes from four cardiac cycles (top left) are stitched together to form a single volumetric data set (top right). 
(Bottom) Real-time or live 3DE single-beat acquisition of the whole heart (bottom left) and the left ventricle (bottom right) from the 
transthoracic apical window. 


implementation of harmonic capabilities that can be used for both gray¬ 
scale and contrast imaging. The most recent generation of matrix trans¬ 
ducers are significantly smaller than the previous ones, and the quality 
of two-dimensional (2D) and 3D imaging has improved significantly, 
allowing a single transducer to acquire both 2D and 3DE studies. 


3. DATA ACQUISITION 


Currently, there are two different methods for 3DE data acquisition: 
real-time or live 3DE imaging and electrocardiographically triggered 
multiple-beat 3DE imaging. Real-time or live 3DE refers to the acqui¬ 
sition of multiple pyramidal data sets per second in a single heartbeat 
Most ultrasound systems have real-time 3DE volume imaging avail¬ 
able in the following modes: live 3D narrow volume, live 3D zoomed, 
live 3D wide angled (full volume), and live 3D color Doppler. 
Although this methodology overcomes the limitations imposed by 
rhythm disturbances or respiratory motion (Figure 1), it is limited 
by poor temporal and spatial resolution. 

In contrast, multiple-beat 3D echocardiography provides images of 
higher temporal resolution. This is achieved through multiple acquisi¬ 
tions of narrow volumes of data over several heartbeats (ranging from 
two to seven cardiac cycles) that are subsequently stitched together to 
create a single volumetric data set (Figure 2). However, gated imaging 
of the heart is inherently prone to imaging artifacts created by patient 
or respiratory motion or irregular cardiac rhythms. 

Data Acquisition Modes 

Simultaneous Multiplane Mode. Simultaneous multi plane im¬ 
aging is unique to the matrix array transducer and permits the use 


of a dual screen to simultaneously display two real-time images. 
The first image is typically a reference view of a particular structure, 
while the second image or "lateral plane" represents a plane rotated 
30 to 1500 from the reference plane. Multiplane imaging in the ele¬ 
vation plane is also available. Color flow Doppler imaging can also be 
superimposed onto the 2D images. 

Real-Time 3D Mode—Narrow Sector. Live 3D using the matrix 
array transducer permits a real-time display of a 300 x 600 pyramidal 
volume. While the size of the sector is usually insufficient to visualize 
the entirety of a single structure in any one imaging plane, the superior 
spatial and temporal resolution permits accurate diagnoses of com¬ 
plex pathologies while preserving optimal temporal resolution. 

Focused Wide Sector— “ZOOM”. The "ZOOM" mode permits 
a focused, wide sector view of cardiac structures. It must be noted 
that enlarging the region of interest excessively will result in a further 
detrimental decrease of the spatial and temporal resolution relative to 
real-time 3DE. 

Full Volume—Gated Acquisition. The full volume mode has the 
largest acquisition sector possible, which is ideal when imaging spe¬ 
cific structures such as the mitral valve or aortic root This mode 
also has optimal spatial resolution, which permits detailed diagnosis 
of complex pathologies. As well, it has high temporal resolution 
030 Hz). Similar to the real-time 3D and the focused wide sector— 
"ZOOM" modalities, the gated full volume can also be rotated to ori¬ 
ent structures such as valves in unique en face views. Furthermore, the 
full volume data set can be cropped or multiplane transected to re¬ 
move tissue planes in order to identify components of valvular struc¬ 
tures within the volume or to visualize 2D cross-sectional x, y, and 
orthogonal planes using off-line analysis software. 
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Figure 2 Multiple-beat 3DE acquisition acquires narrow vol¬ 
umes of information over several heartbeats (ranging from two 
to seven cardiac cycles) that are then stitched together to create 
a larger volumetric data set (A). This method of data acquisition 
compensates for the poor temporal resolution of single beat full 
volumetric real-time 3DE acquisition (B) but has the disadvan¬ 
tage of having stitch artifacts 

Full Volume with Color Flow Doppler. When 3DE color flow 
Doppler imaging was first introduced using a matrix array transducer, 
it could only be displayed using a full volume, gated reconstruction tech¬ 
nique. This required the incorporation/" stitching" of 7-14 individual py¬ 
ramidal volume slabs gated to the ECG, to create a 3D composite 
volume, in the upper-end range of a 400 x 400 sector at a frame rate 
of 15-25 Hz depending upon the selected line density. However, cur¬ 
rently 3D color full volume can be acquired with less than the 7-14 indi¬ 
vidual gated volumes and the most recently developed software allows 
acquisition of as low as 2 beats, albeit at the cost of temporal resolution. 

a. Challenges with 3DE Acquisition 

Temporal Versus Spatial Resolution. The main trade-off in 
3DE imaging is between volume rate (i.e., temporal resolution) and 
spatial resolution. To improve spatial resolution, an increased number 
of scan lines per volume (scan line density) is required, which takes 
longer to acquire and process and thereby limits the overall volume 
rate. Fortunately, imaging volumes can be adjusted in size (i.e., 
made smaller) to increase volume rate while maintaining spatial reso¬ 
lution. Because of the frequent artifacts associated with gating, ultra¬ 
sound companies are developing real-time technology associated 
with methods for improving the ultrasound system processing power 
needed to provide full volume (90° x 90°) real-time 3DE data sets 
with adequate spatial and temporal resolution. 

ECG Gating and Breath Hold. Gated data sets are most challeng¬ 
ing in patients with arrhythmias and/or respiratory difficulties. 
Figure 3 is an example of a 2D depiction of an artifact caused by gated 
3DE acquisition. Note that the data set shown in the left panel of 
Figure 3 appears to be free of artifacts, whereas the image in the right 
panel has distinct stitching artifacts. If the gated acquisition acquires 


sector slices in a sweeping motion parallel to the reference image, 
then every image parallel to the reference image will appear normal. 
Gating artifacts are most prominent when the volumetric data set is 
viewed from a cut plane perpendicular to the sweep plane. 
Methods to minimize the effects of gating artifacts are described in 
Table 1 . As well, the ECG tracing needs to be optimized to obtain a dis¬ 
tinct R wave. Because the most frequent artifacts of gated acquisitions 
are stitching artifacts, the number of acquisition beats should be tai¬ 
lored to the clinical question to be addressed, taking into account 
that with more beats, the volume will be wider and the temporal res¬ 
olution higher. To improve spatial resolution (i.e., the number of scan 
lines per volume), the pyramidal volume should be optimized to ac¬ 
quire the smaller volume able to encompass the cardiac structure of 
interest. Before 3DE acquisition, the 2D image should be optimized: 
"suboptima! 2D images result in suboptimal 3DE data sets.'' 1 

3D Optimization. Low gain settings result in echo dropout, with the 
potential of artificially eliminating anatomic structures that cannot be re¬ 
covered during postprocessing. Alternatively, with excess gain, there is 
a decrease in resolution and a loss of the 3D perspective or depth within 
the data set As a general rule, both gain and compression settings should 
be set in the midrange (50 units) and optimized with slightly higher time 
gain controls (time gain compensation) to enable the greatest flexibility 
with postprocessing gain and compression. Table 1 illustrates the issue of 
overgaining as well as undergaining. Therefore, it is recommended to 
slightly overcompensate the brightness of the image with time gain com¬ 
pensation rather than using the power-output gain. Using the postpro¬ 
cessing controls allows adjustments between high and low gain 
settings. However, it is important to note the even distribution of gain 
using the time gain compensation controls, as uneven areas of brightness 
cannot be compensated or corrected using postprocessing controls. As 
with 2D echocardiography, optimizing lateral and axial resolution re¬ 
mains equally important during 3DE acquisition. 


4. 3DE IMAGE DISPLAY 


a. Cropping 

The concept of cropping is inherent to 3D echocardiography. In con¬ 
trast to cross-sectional (i.e., tomographic) modalities, 3D echocardiog¬ 
raphy requires that the "viewing perspective" be in the chamber that is 
in immediate continuity with the region of interest. For example, to 
view the atrioventricular junctions "en face," the operator must 
crop off the base and the apex of the heart, so that the operator 
may visualize the junctions looking up from below, or looking 
down from above. Similarly, to view the ventricular septum en face, 
the echocardiographer must crop off the free walls of both ventricles 
to view the right ventricular (RV) aspect of the septum from right to 
left or the LV aspect of the septum from left to right. The paradigm for 
the echocardiographer, therefore, is to change from the cross- 
sectional approach to that of the anatomist or surgeon, who can 
only view intracardiac structures after exposing them, by cropping 
the walls of the different chambers. Three-dimensional cropping 
can be performed either before (during) or after data acquisition. 
Cropping that is performed before the acquisition has the advantages 
of providing better temporal and spatial resolution, while also provid¬ 
ing immediate availability of the cropped image. However, if a crop¬ 
ped image is stored, that image may not be amenable to "uncropping" 
later. In contrast, if a wide data set is acquired and cropped after ac¬ 
quisition, it provides the advantage of retaining more diagnostic infor¬ 
mation, but at the expense of loss of spatial and temporal resolution. 
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Figure 3 With stable cardiac position throughout subvolume acquisition during electrocardiographically triggered multiple-beat 3DE 
acquisition, no stitch or gating artifacts are visible when the subvolumes are joined. This can be seen on either the 2D cut plane perpen¬ 
dicular to the sweep plane (top left) or the 3DE volume (bottom left). Unstable cardiac position during subvolume acquisition caused by 
patient respiratory motion or irregular cardiac rhythm results in stitch artifact, where the individual subvolume components constituting 
the 3DE image can be seen on the 2D cut plane (top right) and the 3DE volume (bottom right). AV, Aortic valve; MV, mitral valve. 


b. Post-Acquisition Display 

Once a 3DE data set is acquired, it can be viewed interactively using 
a number of 3D visualization and rendering software packages. 
Display of 3DE images can be divided into three broad categories: 
(1) volume rendering (Figure 4A), (2) surface rendering (including 
wireframe display; Figures 4B and C), and (3) 2D tomographic slices 
(Figure 4D). The choice of the display technique is generally deter¬ 
mined by the clinical application. 

c. Volume Rendering 

Volume rendering is a technique that uses different types of algorithms 
(e.g., ray casting, shear warp, and others) to preserve all 3DE information 
and project it, after processing, onto a 2D plane for viewing. 2 Essentially, 
these algorithms cast a light beam through the collected voxels. Then, all 
voxels along each light beam are weighted to obtain a voxel gradient inten¬ 
sity that integrated with different levels of opacification, shading and light¬ 
ing allows an individual structure to appear solid (i.e., tissue) or transparent 
(i.e., blood pool) 3 ' 4 Finally, a variety of shading techniques (distance 
shading, gray-level gradient coding, and texture shading) are used to gen¬ 
erate a 3D display of the depths and textures of cardiac structures. 3,4 


Volume-rendered 3DE data sets can be electronically segmented 
and sectioned. To obtain ideal cut planes, the 3D data set can be ma¬ 
nipulated, cropped, and rotated. Volume rendering provides complex 
spatial relationships in a 3D display that is particularly useful for eval¬ 
uating valves and adjacent anatomic structures. 

d. Surface Rendering 

Surface rendering is a visualization technique that shows the surfaces 
of structures or organs in a solid appearance. To use this technique, 
segmentation of the data set can be applied to identify the structure 
of interest. 2 Surface rendering of selected structures is obtained by 
manual tracing or using semiautomatic border detection algorithms 
to trace the endocardium in cross-sectional images generated from 
the 3D data set segmentation. These contours can be combined to¬ 
gether to generate a 3D shape that can be visualized as either a solid 
or a wireframe object used to create a 3D perspective. 5 Wireframe re¬ 
construction is used to generate 3D images of subsets of the entire 
data set in a cagelike picture. 

Stereoscopic presentation of the left ventricle has been used to im¬ 
prove the visual assessment of ventricular shape as well as the 
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Table 1 Methods to avoid gating artifacts and improve 3D data set quality 


Problem 

Image 

Recommended Suggestions for Correction 

Over Gain 

BFjB 

• Reduce power gain to mid range - no greater than 60 

• Reduce compression/dynamic range in mid range 

• Optimize gain setting with TGC’s (slightly over gain) 

• Background depth should be noted 

Under Gain 


■ Increase overall gain with TGC’s (slightly over gain) 

• Compression/Dynamic range in mid range 

• Increase power Gain in mid range - between 50 and 60 

• Background depth should be noted 

Stitch 

Artifact 


• Rhythm Artifact - wait for semi consistent rate 

■ Respiratory Artifact - have patient take a deep breath 
in, note optimal image quality and have the patient hold 

• Use reference plane only for cropping and analysis to 
minimize artifact appearance or use real time 

Poor 

Resolution 


• Compromise between volume rate and spatial resolution 

• Increase line density (will drop volume rate) 

• Interogate area of interest in orthogonal planes rather 
than transverse 

• Optimize frequency, compression, focus and maps. 


TGC, Time gain control. 


appraisal of ventricular structures and the quantification of cardiac 
chamber volumes and function. However, surface rendering fre¬ 
quently fails to provide details of cardiac structures or textures. 
Solid and wireframe surface-rendering techniques can be combined 
to allow appreciation of the extent of cardiac structure motion (i.e., 
cardiac chamber volume changes during the cardiac cycle). 

e. 2D Tomographic Slices 

The volumetric data set can be sliced or cropped to obtain multiple 
simultaneous 2D views of the same 3D structure. In this manner, 
the limitations of acoustic imaging with conventional 2D echocardi¬ 
ography can be overcome by 3D echocardiography, which allows 
the acquisition of different cutting planes from virtually any acoustic 
window. Indeed, it is possible to select unique 2D cutting planes 
(which may be difficult or virtually impossible to obtain with 2D trans¬ 
ducer manipulation from standard windows) from a volumetric 3D 
data set and to display the corresponding 2D tomographic images 
in a cine loop format. For example, a cardiac chamber can be cut in 
true longitudinal or transverse planes, referred to as common long- 
axis or short-axis views. 

Multiple slicing methods are available, such as arbitrary plane, si¬ 
multaneous orthogonal (or arbitrary angle) slices, and parallel slice 
planes. 6 The arbitrary plane cut allows the operator to orient the cut¬ 
ting plane in any direction, for optimal cropping of the cardiac struc¬ 
tures of interest. The simultaneous orthogonal 2D slice mode consists 


of two or three 2D planes (coronal, sagittal, and transverse) displayed 
simultaneously. Finally, it is possible to obtain multiple 2D parallel to¬ 
mographic slices with uniformly spaced 2D parallel slices. 

These optimized cross-sectional planes of the heart allow accurate 
measurements of chamber dimensions and valve or septal defect 
areas as well as improved evaluation of the morphology and function 
of different structures with more objectivity and less operator depen¬ 
dency. 7 ' 9 The simultaneous orthogonal 2D slice mode provides 
multiple visualization of the same segment within a single cardiac 
cycle, which can be useful for ventricular function analysis as well 
as for wall motion assessment during stress echocardiography. 10,11 


5. MANAGEMENT AND WORK FLOW 


Until 3D echocardiography is fully incorporated into daily clinical 
practice, protocols and techniques will remain focus oriented and 
vary according to disease process as well as institutional use. 
Currently, many laboratories perform full 2DE exams followed by fo¬ 
cused 3DE studies. 12 The reason for this inconvenient work flow was 
that the 2D image quality obtained with the 3D TTE probe was infe¬ 
rior to that of dedicated 2D TTE probes. Thus, the success of using 
3DE in clinical practice depends on a practical work flow, which re¬ 
quires (Da single transducer solution capable of 2D and 3D imaging, 
(2) accurate automated chamber quantification, and (3) automated 
display of standard 3DE or 2DE cut planes views from each window 
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Figure 4 Three-dimensional echocardiographic data sets can be viewed interactively using different 3D visualization and rendering 
software packages. The techniques used to display 3D images can be divided into four broad categories: volume rendering (A), sur¬ 
face rendering (B), wireframe (C), and 2D tomographic slicing (D). 


En face view 4CH view 2CH view 



Figure 5 Transthoracic 3DE color Doppler images of a functional mitral regurgitation jet. En face view of the asymmetric vena 
contracta as seen from the left ventricle (top left). Note that the vena contracta is located along the commissural line. Quantitative 
assessment of the vena contracta using the en face plane ( bottom left). The data set was cropped to create four-chamber (4CH) 
and two-chamber (2CH) views of the vena contracta, which can be shown en face view (top middle and top right) and perpendicular 
by tilting 90° upward (bottom middle and bottom right), demonstrating the eccentricity of the vena contracta. AML, Anterior mitral 
valve leaflet; LVOT, LV outflow tract; PJW, proximal jet width; VC A, vena contracta area. Reproduced with permission from J Am 
Soc Echocardiogr . 13 


acquisition. With the latest generation of 3D TTE and TEE probes, the 
first requirement has been achieved, because the 2DE images ob¬ 
tained with these new transducers are comparable in quality with 
those obtained with dedicated 2D transducers. As well, multiple im¬ 


aging ultrasound companies have developed or are in the process 
of developing software with automated chamber quantification and 
automated display of cut planes, which addresses the second and 
third requirements. 
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Figure 6 Example of 3D assessment of functional mitral regurgitation by 3D transesophageal echocardiography and 3D color Dopp¬ 
ler. Two-dimensional cross-sectional views demonstrating mitral leaflet tethering and tenting (top left) causing significant eccentric 
mitral regurgitation (top middle). Three-dimensional echocardiographic view to the mitral valve shows only moderate focal nodular 
degeneration of mitral leaflet (top right). Cropping of a 3D color Doppler data set reveals a vena contracta area, which is narrow in 
the five-chamber view (bottom left), broad in the two-chamber view (bottom middle), and asymmetric along the commissural line 
in an en face view to the mitral valve (bottom right). Ao, Aorta; LA, left atrium; LAA, left atrial appendage; LV, left ventricle. 


Beyond acquisition work flow, data management, which refers to 
the manner in which 3DE data are stored and recalled for analysis, 
also needs to be optimized. Currently, a 2DE exam requires on aver¬ 
age 300 to 500 MB of storage space, whereas a combined 3DE and 
2DE exam may require up to 1.5 GB of storage. These large data sets 
place a strain on the digital systems of laboratories not only with re¬ 
gard to transmission but also in terms of overall storage capacity. A 
Digital Imaging and Communications in Medicine standard for 3D 
echocardiography was approved in 2008, which called for the storage 
of Cartesian data sets without compression, which requires a large 
amount of digital storage space. Because of the storage requirements, 
this standard has not been widely adopted. Greater use of this stan¬ 
dard and perhaps adoption of a standard with compression will 
ease 3DE data storage concerns. 


b. Cropping Methods 

Color flow analysis includes (1) distal jets, (2) the proximal flow field 
of valvular flow regurgitation, and (3) flow through heart defects such 
as ventricular or atrial septal defects. Cropping of 3D color Doppler 
data sets follows the same principles as non-color Doppler data set 
cropping and is determined mainly by the analysis intended. For re¬ 
gurgitant jets, it is recommended to crop the 3D color Doppler 
data set to show two long-axis views of the jet: one with the narrowest 
and one with the broadest width of the jet. This display should also 
include a short-axis view of the jet at the level of the vena contracta 
(Figures 5 13 and 6). Alternatively, color Doppler flow can be displayed 
using a multiple slice representation extracted from the 3D color 
Doppler data set, as shown in Figure 7. 


6. 3D COLOR DOPPLER ACQUISITION 


a. TTE and TEE Data Acquisition 

Similar to conventional 2D echocardiography, color Doppler 
superimposes flow information onto 3DE morphology. Three- 
dimensional color Doppler acquisition is performed using live 3D 
or multiple-beat full-volume acquisition. Although larger data vol¬ 
umes are achieved with multiple-beat full-volume color Doppler ac¬ 
quisition, it is limited by stitching artifacts. In contrast, live 3D color 
Doppler acquisition is not affected by stitching artifacts but is limited 
by smaller color Doppler volumes and lower frame rates. Although 
3D color Doppler data acquisition is feasible with TTE and TEE exam¬ 
inations, 3D TEE acquisition currently provides significantly better 
color Doppler image quality and therefore is recommended for de¬ 
tailed color flow analysis. Similar to what occurs during non-color 
Doppler 3D data set acquisition, the size and location of the 3D color 
Doppler volumes should be carefully defined according to the flow 
region to be analyzed. 


c. Orientation and Display 

Understanding the orientation of color Doppler flow within the dis¬ 
played views is clinically important. To help with the orientation, it 
is recommended to display the 3D color Doppler data in at least 
two different views with known orientation to each other as indicated 
by different colored cutting planes (Figures 5 and 7). It is also 
recommended to display 3D color Doppler data together with 
characteristic anatomic 3D information using standard views. 

d. Limitations 

The limitations of 3DE color Doppler acquisition include poor spatial 
and temporal resolution, both expected to improve with the advance¬ 
ment of 3DE technology. Currently, live 3DE color Doppler acquisi¬ 
tion is limited to small color Doppler volumes, usually with limited 
temporal resolution of 10 to 15 voxels/sec. Alternatively, multiple- 
beam full-volume acquisition of color Doppler providing larger color 
Doppler volumes and volume rates (up to 40 voxels/sec) are limited 
by stitching artifacts, resulting in significant displacement between dif¬ 
ferent subvolumes (Figure 3, bottom). 
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Figure 7 Measurement of vena contracta dimensions from a 3D TEE color Doppler data set (bottom right) using 3D analysis software. 
The data set is cropped to create a four-chamber (top left) and a two-chamber view (top right). Note that the vena contracta width is 
smaller when measured on the four-chamber view compared with the two-chamber view. The cropping plane can be adjusted to 
present an en face view of the vena contracta from which a planar area of 1.11 cm 2 (bottom right) can be measured. R, Proximal iso¬ 
velocity surface area radius. 


7. TRANSTHORACIC 3DE EXAMINATION PROTOCOL 

Three-dimensional TTE full-volume acquisition mode can accommo¬ 
date most of the entire heart structures within a single 3D data set 
However, with existing technology, the decreases in both spatial- 
temporal resolution and penetration that would result from enlarging 
the volume angle to acquire the entire heart from a single acoustic win¬ 
dow makes this impractical. To overcome these limitations, 3DE data sets 
"should be" acquired from multiple transthoracic transducer positions. 

In clinical practice, two protocols have been used: (1) focused ex¬ 
amination and (2) complete examination. 1,6 A focused 3DE 
examination usually consists of relatively few 3DE data sets 
acquired to complement a complete 2D study. Some examples of 
focused 3DE examinations are (1) acquisition of a gated 3DE full- 
volume data set from the apical window to quantify LV volumes, LV 
ejection fraction, and LV shape and to evaluate for LV dyssynchrony 
in patients with heart failure; (2) data sets acquired from both the para¬ 
sternal and apical approaches to visualize the mitral valve apparatus 
with the aim of measuring orifice area in a patient with mitral stenosis; 
and (3) 3D zoom mode acquisition, with high density from the para¬ 
sternal window to visualize the aortic valve in a patient with suspected 
bicuspid valve. For a focused exam, start with 2D imaging to localize 
the structure of interest, then switch to live 3DE imaging to check if 
the structure of interest is encompassed within the volume of interest, 
and then obtain a 3D acquisition in the full-volume or zoom mode. If 


the patient is unable to hold the respiration during a gated multiple- 
beat acquisition or if significant rhythm disturbances are present, use 
single-beat full-volume acquisition (if available) or use narrow-angled 
3 D acquisition mode. Last, select the highest resolution option that ac¬ 
commodates the volume of interest. 

A complete 3D TTE exam requires multiple acquisitions from the 
parasternal, apical, subcostal, and suprasternal transducer positions. 
Table 2 lists the 2D TTE views from which 3DE data sets should be ac¬ 
quired. Because the volume-rendered 3 D data set can be cropped to dis¬ 
play a variety of intracardiac structures by choosing different cut planes 
as an alternative to "view" (referred to heart's orientation to the body 
axis), "anatomic planes" (referred to the heart itself) can be used to de¬ 
scribe image orientation. 14 The most frequently used cropping planes 
are (1) the transverse plane, a horizontal plane that runs perpendicular 
to the long axis of the body dividing the heart into superior and inferior 
segments; (2) the sagittal plane, a vertical plane that divides the heart into 
right and left segments; and (3) the coronal plane, a vertical plane that di¬ 
vides the heart into anterior and posterior segments (Figure 8). 


8. TRANSESOPHAGEAL 3DE EXAMINATION PROTOCOL 


A comprehensive 3 DE examination using the matrix TEE transducer usu¬ 
ally starts with real-time imaging modes such as live and narrow-angled 
acquisition. 15 However, the gated 3DE modes, including 3D color flow 
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Table 2 Protocol for transthoracic 3D echocardiography 


Protocol For Three-Dimensional Transthoracic Echocardiography 


Aortic Valve 

Left Ventricle/Right Ventricle 

Pulmonic Valve 

Parasternal long-axis view with and without 
color (narrow angle and zoomed 
acquisitions) 

Apical four-chamber view (narrow and wide 
angle acquisition) 

Please note that the image must be tilted to 
place the right ventricle in the center of the 
image for right ventricular acquisition 

Parasternal right ventricular outflow tract 
view with and without color (narrow angle 
and zoomed acquisitions) 

Mitral Valve 

Interatrial and Interventricular Septum 

Tricuspid Valve 

Parasternal long-axis view with and without 
color (narrow angle and zoomed 
acquisitions) 

Apical four-chamber view (narrow angle and 
zoomed acquisitions) 

Apical four-chamber view with and without 
color (narrow angle and zoomed 
acquisitions) 

Apical four-chamber view with and without 
color (narrow angle and zoomed 
acquisitions) 


Parasternal right ventricular inflow view with 
and without color (narrow angle and 
zoomed acquisitions) 



Figure 8 Cropping of the heart in the transverse plane, a horizontal plane that runs parallel to the ground dividing the heart into su¬ 
perior and inferior segments (fop lefty, sagittal plane, a vertical plane that divides the heart into right and left segments (center)-, and 
coronal plane, a vertical plane that divides the heart into anterior and posterior segments (top right). The lower panels present the 3D 
views that result from these cut planes. 


Doppler, should also be used whenever ECG and respiration gating re¬ 
quirements are permissible, to take advantage of the improved spatial 
and temporal resolution of these wide-angled acquisitions. Three- 
dimensional TEE data sets acquired using a matrix array include both 
the area and depth of the imaging plane, thereby requiring less probe ma¬ 
nipulation for data acquisition compared with a standard 2D TEE exam¬ 
ination. Furthermore, unique en face 3DE views with infinite real-time 
rotational and cropping plane capabilities, as well as offline quantitative 
analyses, should result in accurate diagnoses and ultimately improved clin¬ 
ical decision making. 14,16 " 24 Although a systematic approach to 
performing a comprehensive 3D TEE examination is recommended, it 
is recognized that not all views may be optimally obtained in all patients 
and that additional unconventional views may be required to obtain 
additional detailed information in patients with complex pathologies. 

Initially, a real-time 3DE and a subsequent gated 3DE data set 
should be obtained from the midesophageal views to determine 
the overall function of the left and right ventricles and to identify 
structural valve abnormalities. Table 3 describes the recommended 
views to obtain 3D images of cardiac structures using transesophageal 
echocardiography. Table 4 demonstrates how to display 3D TEE im¬ 
ages of the cardiac valves from the original 2D TEE views. Offline 


analyses of the gated 3DE data set acquired from the midesophageal 
five-chamber view can be performed to obtain quantitative measures 
of LV global and regional function. 

9. ASSESSMENT OF THE LV 


Accurate and reproducible quantitative assessment of LV size and 
function are pivotal for diagnosis, treatment, and prediction of prog¬ 
nosis of structural heart diseases. In this regard, the most important 
contribution of 3D echocardiography may be in LV quantification 25 
Cumbersome acquisition methods and lack of user-friendly analysis 
software initially precluded widespread use of 3D echocardiography, 
but the advent of matrix transducers, together with impressive im¬ 
provements in semiautomated volumetric analysis, has allowed 3D 
echocardiography to evolve from a complicated and time- 
consuming research tool into a simple and fast imaging modality 
ready for everyday clinical use. 

a. Anatomy and Limitations of 2DE Assessment 

The purpose of 3 D imaging of the left ventricle is to provide volume and 

ejection fraction measurements independent of geometric assumptions 
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Table 3 Protocol for transesophageal 3D echocardiography 


Protocol For Three-Dimensional Transesophageal Echocardiography 


Aortic Valve 


Left Ventricle/Right Ventricle 


Pulmonic Valve 


60° mid-esophageal, short-axis view with 
and without color (zoomed or full-volume 
acquisition) 

120° mid-esophageal, long-axis view with 
and without color (zoomed or full-volume 
acquisition) 


Left ventricle - 0° to 120° mid-esophageal 
views encompassing the entire ventricle 
(full-volume acquisition) 

Right ventricle - 0° to 120° mid-esophageal 
views with the right ventricle tilted to be in 
the center of the image (full-volume 
acquisition) 


90° high-esophageal view with and without 
color (zoomed acquisition) 

120° mid-esophageal, 3-chamber view with 
and without color (zoomed acquisition) 


Mitral Valve Interatrial Septum Tricuspid Valve 

0° to 120° mid-esophageal views with and 0° with the probe rotated to the interatrial 0° to 30° mid-esophageal, 4-chamber view 
without color (zoomed acquisition) septum (zoomed or full- volume with and without color (zoomed 

acquisition) acquisition) 

40° transgastric view with anteflexion with or 
without color (zoomed acquisition) 


regarding LV shape. 25 The landmarks used forthis process are the mitral 
annulus and LV apex, which are used to initiate edge detection by semi- 
automated quantification software. Other anatomic features of impor¬ 
tance are the LV trabeculae and papillary muscles, which should be 
included within the LV cavity for the calculation of LV volumes. The 
trabeculae are small structures that are often poorly visualized with 
3DE imaging, and the use of LV opacification with contrast is the 
best way to ensure that they are incorporated within the LV cavity. 26 " 29 

The assessment of wall motion requires a frame of reference to al¬ 
locate segments. The 17-segment model distinguishes six segments 
(inferoseptal, anteroseptal, anterior, lateral, inferolateral, inferior) in 
the base and mid left ventricle, four segments (septal, anterior, lateral, 
inferior) in the apex, and the apical cap. 30 This segmentation is based 
on the mitral annulus, papillary muscles, and apical portion of the LV 
cavity to define the planes in the longitudinal dimension. In the trans¬ 
verse dimension, the segments comprise 60° arcs, starting at the mid¬ 
point of the septum, which itself is defined by the anterior and 
posterior RV insertion points of the septum. A little more problematic 
is the definition of regional LV volume, currently defined in most pro¬ 
grams by the space between the endocardial border and a centerline 
through the LV cavity. This virtual landmark may shift with alterations 
of LV mass and remodeling after myocardial infarction, leading to un¬ 
derestimation of serial regional volume changes. The use of an exter¬ 
nally defined frame of reference could overcome this problem, but it 
is unclear how this can be readily achieved. 

LV structural changes that can be identified with 3D echocardiog¬ 
raphy include ventricular septal defects and masses such as LV 
thrombi or tumors. The sites of these are usually described by refer¬ 
ence to the relevant landmarks (mitral annulus, LV outflow tract, 
and apex) or segmentation. 

Despite the utility and established role of 2D echocardiography to 
assess LV function, it has a number of important limitations for LV im¬ 
aging, including foreshortening, malrotation, and angulation. Because 
of the geometric assumptions of 2D echocardiography, volumetric 
measurements may be inaccurate if the acquisition of 2D images is 
suboptimal. Likewise, appropriate interpretation of regional LV re¬ 
sponses to stress requires all vascular territories to be imaged and 
for analogous segments to be displayed at rest and stress. 

As with its use in other situations, there are fundamentally two ap¬ 
proaches to the application of 3D echocardiography. The first in¬ 
volves the use of a full-volume data set to create standard 2D 


images in which the cut planes are optimized to ensure that they 
are "on axis"; this is the strategy used for segmental wall motion assess¬ 
ment and tracing of LV borders for volume calculations. In segmental 
imaging, there are benefits of obtaining orthogonal views to confirm 
wall motion abnormalities in any segment. The second is a display 
of rendered images that provides a 3D impression of a structure, 
such as might be used for the assessment of LV mass or thrombus. 

These benefits are obtained at the cost of technical shortcomings of 
3D echocardiography. The probe footprint of most 3D transthoracic 
transducers is large, which contributes to difficulty in imaging the an¬ 
terior and lateral walls because of interference from ribs. Recently, 
newer 3D transthoracic transducers have been developed with 
smaller footprints to overcome these limitations. Second, there is 
lower line density and therefore lower spatial resolution of 3D echo¬ 
cardiography, which may be partly readdressed with the use of LV 
opacification with contrast. 28 Third, 3D echocardiography has lower 
temporal resolution than 2D echocardiography because of the lower 
volume rate that is attainable with 3D echocardiography. This can be 
addressed by narrowing the 3D sector and stitching multiple subvo¬ 
lumes, but at the risk of creating stitching artifacts and with specific 
limitations in irregular rhythms or inability to hold the breath. 

b. Data Acquisition and Cropping 

Data Acquisition. A 3DE acquisition of the entire left ventricle 
generally takes <10 sec. Although all standard acquisition windows 
for echocardiography are available and useful for 3D acquisitions, 
the ideal and generally preferred approach for the acquisition of 
a full-volume LV data set is the apical one (Tables 2, 3, and 5). 
Depending on the shape of the heart and its position within the 
chest, a more off-axis position may be appropriate to ensure the ac¬ 
quisition of the entire left ventricle. To guarantee optimal image qual¬ 
ity, transducer frequency and overall gain should be adjusted 
accordingly. The best sequence for image optimization is to follow 
the 2D images with real-time 3D images—although there is limited 
value in real-time imaging of the left ventricle (except for structural 
changes such as mass or thrombus), this step is of value to optimize 
gain settings—which should be typically higher than those used for 
2D echocardiography. Acquisition of the full-volume data set can 
be guided by a split-screen display of orthogonal views, which can it¬ 
self be used for simultaneous imaging in two or three planes. The full- 
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Table 4 Acquisition and presentation of cardiac valves 


Aortic 

Valve 

2DE 1 

Mitral 

Valve 

2DE I 

Pulmonic 

Valve 

2DE 1 

1 

Tricuspid 

Valve 

1 



Aortic valve (top row)-. First, with 2D transesophageal echocardiography, the aortic valve should be centered in the acquisition boxes in two orthog¬ 
onal views. One view should be of the aortic valve in the midesophageal 60° short-axis view and the second in the 120° long-axis view. Then, live 3D 
mode should be used to optimize gain settings. Subsequently, full-volume acquisition should be performed. If the 3D volume is acquired from the 
previously described 2D views, to display the aortic valve, it must be rotated clockwise, 90° around the y axis, so that the aortic valve is presented 
as seen from the ascending aorta with the right coronary cusp located at the 6 o’clock position. 

Mitral valve (second row)-. First, with 2D transesophageal echocardiography, the mitral valve should be centered in the acquisition boxes in two 
different views. One view should be of the mitral valve in the midesophageal 90° “two-chamber” view and the other in the 120° long-axis view. 
From those views, the full-volume acquisition should be performed. Once acquired, the volume should be rotated counterclockwise, 90° around 
the x axis. This presents the mitral valve as viewed from the left atrium. Finally, the mitral valve should be rotated counterclockwise in plane so that 
the aortic valve is located at the 12 o’clock position. 

Pulmonic valve (third row): First, with 2D transesophageal echocardiography, the pulmonic valve should be centered in the acquisition box in the 
0° high-esophageal view. From this view, the full-volume acquisition should be performed. Once it is acquired, the image volume should be rotated 
around the x axis, counterclockwise 90°. This will display the pulmonic valve en face as if viewed from the pulmonary artery. Finally, to display the 
pulmonic valve properly, the image must be rotated in plane 180° so that the anterior leaflet is located at the 12 o’clock position. 

TV (bottom row): First, with 2D transthoracic echocardiography, the TV should be acquired from an off-axis apical four-chamber view. The acqui¬ 
sition boxes should be centered on the TV in two orthogonal views. From these views, the full-volume acquisition should be performed. After ac¬ 
quisition, the image volume should be rotated around the x axis, counterclockwise 90°. This will present the TV as if viewed from the right atrium. 
Then, the valve should be rotated in plane 45° so that the septal leaflet is located at the 6 o’clock position. 

volume acquisition should be made during a breath hold to minimize so that right-sided structures are on the left-hand side and the apex 
the risk for breathing (stitch) artifacts. As discussed above, contrast LV is up (Figure 9). 

opacification is often of value. 26 29 


c. Orientation and Display 

There is no general agreement on how the imaging planes should be 
displayed. The proposed "apex-down" 3D display has not been 
widely adapted for LV imaging, perhaps because LV imaging is "3D- 
guided 2D." The preference of the writing group is to orient images 


d. Analysis Methods 

Volume rendering is of primary value for demonstration of structural 
abnormalities. Within the left ventricle, these might include thrombi, 
masses and septal defects. This approach is of limited value for the 
quantification of LV function. 
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Table 5 3DE presentation of cardiac structures 



Surface rendering is of primary value for global and regional func¬ 
tional measurements, including 3D echocardiography-guided 2D 
imaging for measurement of LV volume, ejection fraction and mass. 
Most vendors offer software packages for both online and offline 
quantitative analysis of the left ventricle. Typically, this process in¬ 
volves segmentation of the 3DE data set into several equiangular 
2D longitudinal planes after initialization of a few anatomic land¬ 
marks, such as the mitral annulus and apex, in several conventional 
2D planes. If necessary, manual corrections to the endocardial bor¬ 
ders can be performed, 31 after which a semiautomated blood endo¬ 
cardial interface detection algorithm allows the calculation of cavity 
contours and display of their changes during the cardiac cycle provid¬ 
ing a volume-versus-time curve (Figure 10). A surface-rendered cavity 


cast of the left ventricle is then constructed, from which LV volume is 
computed without geometric assumptions, directly from voxel 
counts. 

Wireframe models are effective for defining sections of the left ven¬ 
tricle in position and time. These 3DE data can be used to assess LV 
synchrony, regional strain, curvature, and wall stress. However, these 
steps are computationally intensive and are not performed in routine 
practice. 

The analysis of regional function is more complex to communicate 
than global function or even shape. One option is a polar map display 
incorporating wall motion scoring; a similar and more dynamic pro¬ 
cess may be illustrated using contraction front mapping (Figure 11 ), 
which illustrates the spatial distribution of contraction and relaxation. 














16 Lang et al 


Journal of the American Society of Echocardiography 
January 2012 



Figure 9 Example of a triplane 2DE acquisition. This mode is typically acquired from a single transthoracic apical echocardiographic 
window. A default setting of 60° increments between the three planes allows the simultaneous acquisitions of the four-chamber (4C) 
and two-chamber (2C) views as well as the apical long axis (top). Three-dimensional full-volume data sets cropped to provide 3DE 
views from the equivalent apical four-chamber and two-chamber views and long-axis views (bottom). 3C, Three-chamber. 



Figure 10 From a transthoracic 3DE data set of the left ventricle (left), the LV endocardium can be traced (middle, top) to obtain the LV 
volume throughout the cardiac cycle (right, top). As well, the LV endocardium can be divided according to the 17-segment model 
(middle, top), and the time each segment requires to attain minimal volume in the cardiac cycle can be identified (right, bottom). 


e. Clinical Validation and Application 

LV Structural Abnormalities (e.g., Thrombus, Ventricular 
Septal Defect). These are assessed using visual assessment and 
3DE color flow mapping. 

Global LV Functional Measurements. These include volumes, 
ejection fraction, LV shape, and regional and global strain. Of these, 
LV volumes and ejection fraction are the closest to clinical application. 
This measurement of LV volume and function is rapid, more accurate 
and reproducible than with 2DE, and has an accuracy that is similar to 
magnetic resonance imaging, although the variability may be higher as 
a result of varying image quality and operator expertise. 32 The avail¬ 
ability of LV cavity shape allows the extraction of additional quantita¬ 
tive information in patients with LV dysfunction (e.g., the 3D sphericity 
index). 33 The assessment of 2D global strain is an interesting potential 
marker of global function; whether this measurement can be reliably 
assessed with 3D imaging remains undefined at present. 

Despite the high correlation with magnetic resonance imaging as 
the reference technique, several studies using both manual and semi- 


automated contour detection have shown significant underestima¬ 
tion of 3D echocardiography-derived LV volumes. 28,3 1,34-49 The 
potential reasons for the underestimation are numerous, but 
systematic underestimation of LV volumes by 3D echocardiography 
compared with magnetic resonance imaging may be largely 
explained because 3D echocardiography, unlike magnetic 
resonance imaging, cannot consistently differentiate between the 
myocardium and the trabeculae 32 To minimize intertechnique differ¬ 
ences, tracing the endocardium to exclude trabeculae in the LV cavity 
is recommended for 3D echocardiography. As well, one-beat acquisi¬ 
tions may not successfully capture true end-systole, because of the re¬ 
duced temporal resolution. This will lead to inaccurate end-systolic 
volume calculations and ejection fraction measurements. 

The reproducibility of LV volume and function measurements by 
3D echocardiography has been assessed in multiple studies 31,35,50,51 
Most of these studies were part of larger studies in which series of 
patients were analyzed twice by one observer and by a second 
observer. Less variation is reported than with 2D echocardiography. 
The best reproducibility was obtained in studies that selected 
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Figure 11 Three-dimensional TTE data set of the left ventricle as viewed from the apex (left, top) or anteriorly (right, top), with dynamic 
tracking of the LV endocardium. The end-diastolic LV endocardium is visualized as a mesh shell and the end-systolic endocardium as 
a solid shell. Seventeen-segment, bull’s-eye map of contraction front mapping demonstrating the time required for each segment to 
reach minimal LV volume (left, bottom). Graph, with time along the x axis and volume along the y axis, demonstrating the time for each 
segment to reach minimal volume (right, bottom). Ant, Anterior; Inf, inferior; Lat, lateral; Sept, septum. 


patients on the basis of good image quality. 52 Differences between 
observers are less likely to be of technical origin. Although some dif¬ 
ferences have been found to be statistically significant between differ¬ 
ent baseline settings with different semiautomated endocardial 
contour tracing algorithms, they do not seem clinically relevant. The 
normal values of LV end-diastolic and end-systolic volume have not 
been established by gender and body size and so are not provided 
in this document. 

LV Mass. More user interaction is required to identify the epicar- 
dium for the calculation of LV mass. Despite a slight overestimation 
of LV mass by 3D echocardiography in comparison with magnetic res¬ 
onance imaging measurements, the accuracy of 3D echocardiogra¬ 
phy is similar to that of magnetic resonance imaging in most 
patients. 35,42,53 " 57 However, there are wide limits of agreement, 
reflecting a number of issues. First, the use of innermost versus 
outermost endocardial contour tracing might explain measurement 
differences, as LV mass measurement increases with the inclusion 
of trabeculae into the LV wall. Second, LV mass measurement also 
relies on accurate visualization and tracing of the epicardial contour, 
which is even more challenging than endocardial tracing. Takeuchi 
et al. 58 and Pouleur et al. 48 used echocardiographic analysis software 
that semiautomatically detected the endocardial surface and then cal¬ 
culated LV mass by arbitrarily adding 8.8 mm of wall thickness to the 
endocardial surface. Third, analysis of short-axis magnetic resonance 
images and long-axis 3DE images is distinctly different. 

LV Dyssynchrony. For the analysis of LV dyssynchrony, individual 
LV segmental volumes are plotted versus time throughout the cardiac 


cycle. These plots allow measurement of temporal differences in seg¬ 
mental time to minimum volume. Regional minimal volume (i.e., 
maximal contraction) normally occurs at the same time in ventricular 
systole for all segments. In a left ventricle with dyssynchrony, there is 
dispersion in the timing of regional segments reaching minimal vol¬ 
ume as the diseased segments achieve minimal volume later in systole 
(Figures 10 and 11). The systolic dyssynchrony index (SDI) is 
calculated as the standard deviation of regional ejection times (time 
to regional minimal volume). Parametric images using color 
schemes representing timing differences in segmental contraction 
can be displayed in a "bull's-eye" format, which is a practical tool 
for identifying and localizing areas of dyssynchrony. 

The literature on 3DE dyssynchrony has focused on three major 
areas: (1) description of reference values and reproducibility of SDI 
in normal subjects and different patient subsets, (2) comparison of 
3DE measurements of SDI with those using conventional methods 
(i.e., tissue Doppler), and (3) prediction of responses to cardiac re¬ 
synchronization therapy (CRT) using 3D echocardiography-derived 
LV SDI. 

Doppler tissue imaging has high temporal resolution but only pro¬ 
vides information on longitudinal systolic myocardial contraction of 
the mid and basal segments, frequently with low reproducibility. 59 
In contrast, 3D echocardiography evaluates all LV segments simulta¬ 
neously. Three-dimensional echocardiography-derived LV SDI was 
described as highly predictive of response to CRT at 48 hours, 60 6 
months, 61 ' 62 and 1 year of follow-up. 63 Benefits from CRT have 
been defined as a sl5% reduction in LV end-systolic volume at 
follow-up, 60 ' 62,63 which can also readily be measured using 3D 
echocardiography. 
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Figure 12 Three-dimensional TTE image of the right ventricle in systole (A) and diastole (B) as acquired from the apical four-chamber 
(A4C) window. Three-dimensional TTE image of the RV outflow tract in systole (C) and diastole (D) as acquired from the short-axis 
view (SAX) with the aortic valve in the center, the TV to the left, and the pulmonic valve to the right. ANT, anterior; SEPT, septum. 


Finally, the importance of optimal LV pacing lead position was em¬ 
phasized in a 3DE study in which the responses to CRT were com¬ 
pared between patients with the LV pacing lead positioned at the 
site of maximal mechanical delay and those in whom the pacing 
lead was positioned distal to that site. LV function, reverse remodel¬ 
ing, and peak oxygen consumption were significantly improved in pa¬ 
tients with optimal LV pacing lead position guided by 3D 
echocardiography, whereas the opposite occurred with increasing dis¬ 
tance between the optimal and the actual pacing site. 64 Currently, be¬ 
cause these data come from small, single-center, nonrandomized 
studies, patients should not be selected for CRT on the basis of 3DE 
parameters until more data become available. 

f. Future Perspectives 

A large amount of evidence suggests that in the presence of adequate 
image quality, LV volumes and functional measurements by 3D echo¬ 
cardiography have closer limits of agreement with cardiac magnetic 
resonance measurements and better reproducibility than 2D echocar¬ 
diography, making it the modality of choice for the everyday clinical 
evaluation of LV volumes and ejection fraction. 65 Furthermore, LV 
dyssynchrony assessment by 3D echocardiography might play a valu¬ 
able role in the selection of patients for CRT through the prediction of 
response but also prove to be useful for the optimization of LV lead 
placement. 66 Other developments, such as 3D strain measurement 67 
and LV shape analysis, 33 show great potential to become future clin¬ 
ical applications. Future advancements in hardware will facilitate the 
acquisition of wider angle pyramidal data with higher spatial and tem¬ 
poral resolution in a single cardiac cycle. To continue to enhance the 
clinical applicability of 3DE imaging, further improvements in auto¬ 


matic quantitative analysis software that will enable fast online mea¬ 
surements that are accurate and reproducible are required. 

Currently, 3D TTE and TEE assessment of LV volumes 
and ejection fraction is recommended over the use of 2D 
echocardiography, as it has been clearly demonstrated to 
provide more accurate and reproducible measurements. 


10. ASSESSMENT OF THE RV 


a. Anatomy and Limitations of 2DE Assessment 
The right ventricle is composed of three anatomic and functional sub¬ 
units, which extend from (1) the tricuspid valve (TV) annulus to the 
proximal os infundibulum, (2) the RV body to the apex, and (3) the 
RV outflow tract to the pulmonary valve. This divides the RV cavity 
into three sections: inlet, apical trabecular, and outlet, respectively. 
The musculature of the right ventricle extends from the atrioventric¬ 
ular to the ventriculoarterial junctions. The right ventricle is highly tra- 
beculated, with several muscle bands, including the septoparietal 
trabeculations and the moderator band. From a functional point of 
view and because of the orientation of the RV fibers, global assess¬ 
ment of the right ventricle is difficult, with the two main sections con¬ 
tracting perpendicular to each other: the proximal (RV inflow) 
longitudinally and the distal (RV outflow) circumferentially. 

Because of the peculiar RV morphology and function, 2D echocar¬ 
diography has several limitations in the evaluation of the right ventri¬ 
cle, which can be readily overcome by a 3DE gated wide-angled 
acquisition, which enables complete assessment of its geometry, vol¬ 
umes, and ejection fraction (Figure 12 and 13), displaying the surfaces 
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Figure 13 From a whole-heart transthoracic full-volume 3DE data set, a cropping plane can be used to obtain the following views of 
the right ventricle (RV): sagittal right ventricular inflow (top left and right), coronal (middle left and right), and four-chamber (4CH) view 
(bottom left and right). LV, Left ventricle; RA, right atrium; RVOT, right ventricular outflow tract. 


of the entire right ventricle including the inflow, apex, and outflow 
tracts. 68,69 

b. Data Acquisition 

Several methods and software packages have been used to evaluate 
the right ventricle. Three-dimensional data are acquired in a full- 
volume data set from the four-chamber apical view adapted to in¬ 
clude the entire right ventricle (Tables 2 and 3). Three-dimensional 
echocardiographic data sets are typically digitally stored and then 
postprocessed offline. On-cart dedicated RV analysis software pack¬ 
ages will be soon available, further facilitating the use of these mea¬ 
surements in clinical practice. Current RV analysis software displays 
2D cut planes of the RV sagittal, four-chamber, and coronal views ob¬ 
tained from the full-volume 3DE data set. 

c. Orientation and Display 

The anatomy and pathology of the TV and the right ventricle are best 
visualized using volume-rendered images (Table 5). When performing 


volumetric analysis using semiautomated border tracking software 
data, the right ventricle may be displayed as a wireframe or surface- 
rendered cast Studies describing quantitative changes in tricuspid an¬ 
nular enlargement and leaflet tenting have used the wireframe 
method. 70 Cropping tools can be applied to 3DE data sets to visualize 
the RV inflow and outflow tracts. The TV can be displayed from both 
the right atrial and RV perspectives. The right atrial view of the TV 
should be modified to a surgeon's orientation, as seen in Figure 14. 
The TV should be displayed with the septal leaflet at the 6 o'clock po¬ 
sition, irrespective of perspective. The right atrium and right ventricle 
can be visualized using multiple cut planes. A variety of axial cuts at 
the apex, mid, and base of the right ventricle can be obtained using 
the long axis of the left ventricle. In Figure 13, an axial cut plane of 
the right ventricle depicts a view of the TV and RV outflow tract on 
the left. Longitudinal cut planes can also demonstrate the right ventri¬ 
cle from a typical four-chamber view, coronal view, and RV inflow 
view. The position of these cut planes is represented on the axial 
view. The four-chamber view of the right ventricle demonstrates 
the RV free wall and septum. The coronal cut plane demonstrates 
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Figure 14 Three-dimensional TEE images of the TV, whether presented as viewed from the right atrium (left) or the right ventricle (mid¬ 
dle), are oriented with the interatrial septum located interiorly. Three-dimensional echocardiographic color Doppler image demon¬ 
strating flow convergence in tricuspid regurgitation (right). Ant, Anterior; IAS, interatrial septum; I VS, interventricular septum; Post, 
posterior; Sept, septum. 






\y§if 





Figure 15 The RV volume can be determined from 3D echocardiographic data sets by the method of disks (left). Other methods in¬ 
clude dynamic endocardial tracking with end-diastolic volumes presented by the mesh shell and end-systolic volumes presented by 
the solid shell (middle). The RV endocardial shell can be segmented for regional analysis (right). 


the right atrium, TV (septal and posterior leaflets), RV inflow and out¬ 
flow, and pulmonic valve. The RV inflow view shows the right atrium, 
anterior and posterior TV leaflets, and interventricular septum. 


d. Analysis Methods 

The current methods used to quantify RV geometry and functions in¬ 
clude the method of disks, a rotational approach, and most recently 
a volumetric semiautomated border detection approach. Two of 
these methods are currently commercially available and are shown 
in Figure 15. 

Method of Disks and Other Methods. A variety of options for 
offline 3DE reconstruction of the right ventricle exist. After acquisi¬ 
tion and automatic display of the RV end-diastolic and end-systolic 
frames, the operator, in the axial plane, traces a contour of the endo¬ 
cardial border. These traced contours generate disks of fixed height 
(generally 10 mm) but of varying lengths and widths, as visualized 
in the other RV orthogonal views. The volume of the RV cavity is com¬ 
puted by adding the known areas of the axial traces obtained 10 mm 
apart (i.e., disk summation). The number of disks required to cover 
the entire right ventricle from base to apex varies from seven to eight 
depending on RV size. 

Recently available software calculates RV volumes from end- 
diastolic and end-systolic endocardial border tracings of sagittal (to 
outline the TV in the best possible view), four-chamber (to outline 
the apex), and coronal (to outline the RV outflow tract) 3D echocar¬ 
diography-derived cross-sectional planes. The operator frequently 
needs to manually adjust the traced contours in each frame before re¬ 
construction and quantitative analysis. Trabeculations are generally in¬ 


cluded in the endocardial rim, but the apical component of the 
moderator band is excluded from the cavity. The RV volumes are cal¬ 
culated by summation of the volumes for each slice through the com¬ 
plete data set. Each volume data set is imported into the application 
and manipulated by rotating, angulating, and slicing in any of the 
three displayed orthogonal planes. This software analysis, which 
uses a semiautomated border detection algorithm with manual cor¬ 
rection options, was validated using in vitro models as well as 
in vivo using cardiac magnetic resonance as the gold standard. 71 

Volumetric Display. The different software packages create a sur¬ 
face-rendering cast of the right ventricle. The end-diastolic and 
end-systolic volumes as well as RV ejection fraction are measured 
and automatically displayed. Segmental analysis of the three main sec¬ 
tions of the right ventricle (inlet, apex, and outflow segments) may be 
performed. Curves of global and regional RV function may be gener¬ 
ated and analyzed. 


e. Clinical Validation and Application 

Data on RV volumes and function are of diagnostic and prognostic 
importance in a variety of cardiac diseases, including valve disease, 
congenital heart disease, pulmonary hypertension, and heart failure. 
Three-dimensional echocardiography allows the quantification of vol¬ 
umes and function in normal subjects and patients, 72 thereby allow¬ 
ing identification of patients with different degrees of severity of RV 
dilatation and dysfunction. 73 Several clinical studies have shown 
a good correlation between cardiac magnetic resonance and 3DE vol¬ 
umes and ejection fraction of the right ventricle in selected popula¬ 
tions, with the majority of studies showing a slight underestimation 
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Figure 16 Schematic (left) and 3D TEE image (middle) demonstrating the normal anatomy of the aortic and mitral valves. Three- 
dimensional TEE image of the mitral valve as viewed from the left atrium demonstrating (1) a posterior mitral leaflet indentation (right, 
top), which is defined as a discontinuation in the leaflet that does not extend to the annulus, and (2) a posterior mitral leaflet cleft (right, 
bottom), which is defined as a discontinuation in the leaflet that extends to the annulus. Cor., Coronary. 


of volumes compared with the reference technique. 71,74 " 76 
Differences in RV volumes have been demonstrated between men 
(129 ± 25 mL) and women (102 ± 33 mL), but adjusting to lean 
body mass (but not to body surface area or height) eliminated this 
difference. 76 ' 78 The use of 3D transthoracic echocardiography has 
been validated 79 ' 81 in patients with pulmonary regurgitation, 
secundum atrial septal defects, tetralogy of Fallot repair, Ebstein's 
anomaly, and RV cardiomyopathy. The feasibility and utility of 3D 
transthoracic echocardiography for guidance of RV endomyocardial 
biopsies in children has also been demonstrated. 82 

Assessment of RV function is of great interest in cardiovascular sur¬ 
gery, because right-sided heart failure is one of the most frequent 
causes of morbidity and mortality after valvular and congenital sur¬ 
gery, coronary artery bypass, and heart transplantation. This highlights 
the importance of an accurate preoperative assessment of the right 
ventricle to improve risk stratification and early and precise postoper¬ 
ative follow-up to optimize treatment. In this regard, 2DE and 
Doppler parameters (tricuspid annular plane systolic excursion, tissue 
Doppler imaging of the annulus) have several limitations, particularly 
in postoperative follow-up. The evaluation of RV volumes and ejec¬ 
tion fraction using 3D echocardiography overcomes many of the lim¬ 
itations of 2DE methods. 83 

Currently, 3DE assessment of RV volumes and ejection 
fraction shows great promise. However, routine clinical 
use is limited by the need for excellent quality transthoracic 
data sets for accurate analysis with software packages. 


11. MITRAL APPARATUS 


a. Anatomy and Limitations of 2DE Assessment 
The mitral apparatus is formed from the hyperbolic paraboloid (i.e., 
saddle) shaped annulus, the multiscalloped and indented leaflets con¬ 
nected by opposing anterolateral and posteromedial commissures, 
the subvalvular apparatus composed of a highly variable chordae ten- 
dineae arrangement with dual papillary muscles, and the LV wall at¬ 
tachments. Function of this apparatus requires an intricate 
coordination between multiple anatomic components, each of which 
has a unique functional geometry. Three-dimensional echocardio- 
graphic imaging modalities are ideal for interrogating the anatomy 


and function of each of the individual components of the mitral 
apparatus. 84 

Mitral Leaflets. The anterior mitral valve leaflet has the larger radial 
surface and is attached to about one third of the annular circumfer¬ 
ence. The posterior leaflet has a larger circumferential attachment 
(two-thirds of the annulus) and is quadrangular is shape. Both leaflets 
are segmented into three individual scallops: Al, A2, and A3, the an¬ 
terior, and PI, P2, P3, the posterior (from left to right, respectively; 
Figure 16). Leaflet segmentation is particularly useful to precisely lo¬ 
calize prolapsing segments and anatomic lesions of the mitral valve. 
The coaptation line has an upward concavity and can be checked 
for visible leaks while in the closed position. The anterior mitral valve 
leaflet is in continuity with the left and noncoronary cusps of the aor¬ 
tic valve (aortic-mitral curtain 85 ), as seen from the LV perspective in 
a modified oblique view of the atrioventricular plane (Figure 16). 

Three-dimensional TTE data set acquisitions for mitral valve visual¬ 
ization can be made either from the parasternal or the apical ap¬ 
proach. A zoomed acquisition (allowing the highest temporal and 
spatial resolution) is best suited to detail mitral valve leaflet anatomy 
and motion. A full-volume acquisition is required when the entire mi¬ 
tral valve apparatus needs to be assessed. 

In contrast to conventional 2D echocardiography, which only dis¬ 
plays the mitral valve leaflets en face from the LV perspective, 3D 
echocardiography enables en face visualization from both LV and 
left atrial perspectives. The latter view is also known as the "surgical 
view," because it resembles the intraoperative image of the mitral 
valve after the surgeon, standing on the patient's right side, opens 
the left atrium. Figure 16 displays the "surgical view" appearance 
of a normal mitral valve by 3D TEE volume rendering. In addition 
to the visualization of mitral valve leaflets (center) and left atrial 
appendage (left), this classic display enables visualization of the 
spatial relationship with the tricuspid annulus (right) and with the 
aortic valve (top, approximately at 1 o'clock) (Figures 16-18, 
Tables 4 and 6). 

Overall, the posterior mitral valve leaflet is best visualized from the 
parasternal window, while the anterior leaflet can be well seen from 
both apical and parasternal windows. 86 The ventricular perspective of 
the mitral valve obtained from the apical window is the recommen¬ 
ded approach for visualizing the anterior leaflet, while the prolapsing 
segments are appreciated from the surgical view of the valve, equally 
well from both parasternal and apical windows. 86 Beyond the en face 





22 Lang et al 


Journal of the American Society of Echocardiography 
January 2012 



Figure 17 Example of a 3D TEE zoom-mode acquisition of the mitral valve in diastole (A,C) and systole (B,D) as visualized from the 
left atrial (LA) (A,B) and LV (C,D) perspectives. The mitral valve should be oriented with the aortic valve (AV) at the 12 o’clock position 
irrespective of perspective. AMVL, Anterior mitral valve leaflet; PMVL, posterior mitral valve leaflet. 



Figure 18 Examples of 3D TTE zoom-mode acquisitions of the mitral valve as visualized from the LV (A-C) and left atrial (LA) (D-F) 
perspectives. Note that the mitral valve should be displayed with the aortic valve (AV) at the 12 o’clock position irrespective of per¬ 
spective. AMVL, Anterior mitral valve leaflet; PMVL, posterior mitral valve leaflet. 


view, 3D echocardiography allows practically any cut plane of an api¬ 
cal or parasternal data set to be used to obtain a conventional or un¬ 
conventional display of the mitral valve leaflets. This may be necessary 
to precisely localize the abnormal mitral valve segment Additionally, 
data obtained by 3D echocardiography have resulted in the recom¬ 
mendation that the diagnosis of mitral valve prolapse should not be 
made on the basis of the valve appearance in the 2DE four- 
chamber view. 


Subvalvular Apparatus. The functional integrity of the subvalvu¬ 
lar mitral apparatus can be appreciated from LV long-axis cut planes. 
En face views of the mitral valve from the LV perspective allow eval¬ 
uation of the chordal insertions on the tips (primary chordae), body 
(secondary chordae), and base (tertiary chordae) of the mitral valve 
leaflets. Conversely, chordal rupture with flail or prolapse can be 
well visualized from left atrial views and/or by selected longitudinal 
cut planes. 
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Table 6 3DE presentation of cardiac valves 



Mitral Annulus. Two-dimensional echocardiography is not able to 
provide data about mitral annular shape, because mental reconstruc¬ 
tion from separate 2D views cannot provide the same information as 
the volume-rendered 3D reconstruction. Instead, the oval shape of 
the mitral annulus is best appreciated from the 3DE surgical view 
of the mitral valve with the entire annular circumference captured 
in one data set. Moreover, the saddle shape of the mitral valve is 
best assessed by offline reconstructions, which depict the saddle- 
shaped contour in three dimensions with high points that are anterior 
and posterior and low points that are lateral and medial. Commercial 
software has been developed to precisely quantitate the size, shape, 
and degree of nonplanarity of the mitral valve annulus. This has im¬ 


proved our understanding of mitral valve mechanics. Also, it has assis¬ 
ted surgeons in evaluating the feasibility of mitral valve repair and 
provided valuable information for annuloplasty ring design. 

Left Ventricle. During systole, normal motion and contraction of 
both the left ventricle and mitral annulus are required to maintain 
valve competence. Any change in LV geometry that affects papillary 
muscle position can change the axial relationship of the chordae and 
leaflets, resulting in poor leaflet coaptation. Three-dimensional trans¬ 
thoracic echocardiography not only allows a qualitative assessment of 
LV size, geometry, and regional function but also enables comprehen¬ 
sive LV quantitation by several parameters and intuitive display 
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modalities. In addition, dynamic 3D rendering of the mitral valve can 
discriminate between normal leaflet mobility and tethered leaflets 
due to regional wall motion abnormalities or global LV enlargement 
with increased sphericity (resulting in ischemic or functional mitral re¬ 
gurgitation). 

Three-dimensional transesophageal echocardiography can either 
supplement 3D transthoracic echocardiography, with several unique 
views and additional information, or replace it, when TTE imaging is 
impossible (e.g., inadequate acoustic window for 3D echocardiogra¬ 
phy, intraoperative monitoring). 87 Also, 3D transesophageal echocar¬ 
diography has much higher spatial resolution than 3D transthoracic 
echocardiography, resulting in improved mitral valve anatomic detail. 
Therefore, assessments of native and prosthetic mitral valve pathol¬ 
ogy are among the top indications for a 3D TEE exam. 24 

A comprehensive 2D TEE examination of the entire mitral appara¬ 
tus still requires numerous probe manipulations, which includes six 
individual imaging windows while advancing the transducer through 
three esophageal depths, 180° of multiplane rotation, and an infinite 
number of probe rotational and flexion maneuvers. Alternatively, 
3DE windows acquired with a matrix-array transducer include both 
area and depth (i.e., volumetric imaging) within the imaging plane. 
Thus, 3D transesophageal echocardiography requires less probe ma¬ 
nipulation and a more efficient examination process. 

b. Data Acquisition 

Simultaneous Multiplane Mode. This mode allows the mi¬ 
tral valve to be seen in two planes in real-time. The first image 
is typically a reference, midesophageal four-chamber or five-chamber 
2D image of the mitral apparatus, while the second image or "lateral 
plane" represents a plane rotated 30° to 150° from the reference 
plane. Multiplane imaging in the elevation plane is also available 
but not as useful for TEE imaging of the mitral apparatus at the mid¬ 
esophageal depth. Color flow Doppler imaging can also be superim¬ 
posed onto the 2D images. 

Real-Time 3D Mode: Narrow Sector. Live 3D using the matrix- 
array transducer permits a real-time display of a 30° x 60° pyramidal 
volume, which is usually insufficient to visualize the entire mitral ap¬ 
paratus in one imaging plane. However, the superior spatial and tem¬ 
poral resolution permits accurate diagnoses of complex pathologies 
while preserving optimal temporal resolution. 

Focused Wide Sector: Zoom. The zoom mode permits a focused, 
wide-sector view of the mitral valve apparatus from the annulus to the 
papillary muscle tips. It must be noted that enlarging the region of in¬ 
terest excessively will result in a further detrimental decrease of the 
temporal resolution. Although this modality allows the entire mitral 
apparatus to be visualized, rotated, and cropped in real time, enlarge¬ 
ment of the sector is at the expense of spatial and temporal resolution 
relative to real-time 3D echocardiography. 

Full Volume: Gated Acquisition. The full-volume mode has the 
largest acquisition sector possible, which is ideal for imaging the entire 
mitral apparatus. This mode also has optimal spatial resolution, which 
permits detailed diagnosis of complex pathologies. As well, it has high 
temporal resolution 030 Hz), which is desirable when diagnosing 
mechanisms of abnormal mitral leaflet motion. Similar to the real¬ 
time 3D and the focused wide-sector zoom modalities, the gated 
full volume can also be rotated to orient the mitral apparatus in 
unique en face views from the left atrial and LV perspectives. 
Furthermore, the full-volume data set can be cropped or multiplane 


transected to remove tissue planes to identify components of the mi¬ 
tral apparatus within the volume or to visualize 2D cross-sectional x, y, 
and orthogonal planes using offline analysis software. Color flow 
Doppler can also be performed in this mode improving assessment 
of mitral regurgitation jets. 


c. Comprehensive Exam 

Biplane. The comprehensive 3DE examination of the mitral appa¬ 
ratus begins with a preliminary survey using the 2D multiplane mo¬ 
dality while manipulating the lateral plane with and without color 
flow Doppler to identify the primary mechanism and etiology of mi¬ 
tral valve dysfunction. Thus, biplane imaging could enable the acqui¬ 
sition of an entire 2D multiplane examination of the mitral apparatus 
at a given esophageal depth. 

Real-Time 3D. The size of the real-time 3D sector is usually insuf¬ 
ficient to visualize the entire mitral apparatus. Nonetheless, the live 
3D pyramidal volume at a decreased depth and appropriate focus 
can display the mitral valve with more than adequate spatial and 
temporal resolution to allow an initial rapid 3D assessment of the 
mitral apparatus. The live 3D mode can display the mitral apparatus 
en face from either the left atrial or the LV perspective. A real-time 
3DE image of the entire left ventricle (increased depth and focus) 
from the midesophageal five-chamber perspective should also be 
obtained to view the mitral apparatus in continuity with the LV walls 
and its association with the coronary sinus. Finally, a real-time 3D 
view of the mitral apparatus should be obtained from the transgas- 
tric two-chamber view to more clearly visualize the papillary mus¬ 
cles and chordae tendineae, which lie more perpendicular to the 
ultrasound beam compared with their orientation at the midesopha¬ 
geal depth. 

Focused Wide-Sector Zoom and Full Volume. Capturing the 
mitral apparatus in the zoom mode from a mid-esophageal five- 
chamber view permits visualization of the mitral apparatus from the 
annulus to the papillary muscles, with slightly reduced spatial and 
temporal resolution. The full-volume acquisition of the mitral appara¬ 
tus using the highest line density and maximum number of individual 
gated component slabs should always be attempted when ECG gat¬ 
ing and the brief acquisition time are permissible, to obtain the 
most optimal spatial and temporal resolution. 

Full Volume with Color Flow Doppler. Color flow Doppler 
should be added to the full-volume acquisition in patients with mitral 
regurgitation and/or mitral stenosis. Similar to the technique for ac¬ 
quiring a wide-sector zoom image, obtaining a 3D color flow 
Doppler data set initially requires the identification of a region of in¬ 
terest in the orthogonal planes. The size of the region of interest 
should be limited to the mitral apparatus and color flow Doppler 
jet to optimize frame rate. In addition, although a high line density 
may be desirable, a lower line density will permit a larger sector to 
be displayed. Finally, the largest number of individual gated compo¬ 
nent slabs (seven to 14) should always be attempted when ECG gat¬ 
ing and the brief acquisition time are permissible. Once the full 
volume with color flow Doppler is obtained, the pyramidal volume 
can first be viewed as originally obtained from the midesophageal 
five-chamber view and then rotated to view the mitral apparatus 
from the left atrial and LV perspectives to identify the sites of jet origin 
(Figure 19). Further cropping and use of the black-and-white suppress 
can be used to identify the effective mitral valve orifice and 
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Figure 19 Three-dimensional TEE color Doppler image of mitral regurgitation (left). Three-dimensional TEE color Doppler image of an 
Amplatzer device after deployment presented as viewed from the right atrium (right). The jet of blood (blackarrow) crossing to the right 
atrium through the center of the device is normal. A residual leak is present (white arrow). AMP, Amplatzer device; AMVL, anterior 
mitral valve leaflet; AV, aortic valve; LA, left atrium; RA, right atrium. 


regurgitant orifice areas in patients with mitral stenosis and mitral re¬ 
gurgitation, respectively. 

d. Clinical Validation and Application 

Evaluation of the mitral apparatus using 3D echocardiography is most 
useful for (1) defining the extent and location of pathology, (2) deter¬ 
mining the mechanism and severity of valvular dysfunction, and, when 
appropriate, (3) communicating the results of the echocardiographic 
examination to the interventional cardiologist or cardiac surgeon 
when an intervention is required. Using the various 3 DE modalities de¬ 
scribed, it is possible to delineate the extent of disease as seen in pa¬ 
tients with myxomatous degeneration causing diffuse thickening of 
the anterior and posterior leaflets with multisegmental prolapse or 
those with fibroelastic deficiency presenting with focal involvement 
causing single leaflet prolapse or an isolated flail scallop (Figure 20). 
These findings have a significant impact on the surgical approach. 
Perhaps more important, 3D echocardiography may be superior to 
2DE techniques and even direct inspection during surgery for diagnos¬ 
ing the location and extent of complex mitral valve disease, especially 
when commissural pathology or clefts (Figure 16) are present. 88 " 90 
The evaluation of mitral prosthetic valve function may also be 
facilitated with 3DE techniques, especially in identifying the location 
and severity of perivalvular leaks (Figure 19) and for guiding the posi¬ 
tioning of percutaneously placed closure devices. 91 " 94 

With improvements in image quality, commercial software has 
been developed to provide a method for objective quantification of 
mitral valve changes. Using 3DE data sets, the mitral annulus and leaf¬ 
lets can be traced to create a 3D model of the mitral valve (Figure 21 ). 
From these models, volumetric measurements of mitral annular 
height, mitral leaflet surface area, mitral annular dimensions, and pap¬ 
illary muscle location can be obtained (Figure 22). These dimensions 
have provided insight into the effects of various mitral valve patholo¬ 
gies and may be useful for directing repair techniques. 95 

Three-dimensional echocardiography is also superior in quantify¬ 
ing mitral stenosis severity, because unlike 2D color Doppler methods 
such as proximal isovelocity surface area, 3D methods are indepen¬ 
dent of the stenotic valve opening angle and the radius of flow con¬ 
vergence (Figure 23). As well, multiplanar reformations from 3DE 


images can consistently identify the smallest stenotic orifice for area 
measurements, and these 3DE area measurements are known to cor¬ 
relate strongly with area measurements derived invasively using the 
Gorlin formula. 7,96 In contrast, 2D planimetry often overestimates 
the orifice area when patient image quality is poor or if the 
narrowest cross-sectional orifice is not properly identified. 

In cases of rheumatic mitral stenosis, a 3D echocardiography- 
based score for percutaneous balloon mitral valvuloplasty has been 
developed with improved predictive value of success compared 
with the 2D echocardiography-based Wilkins score. 97 This improve¬ 
ment was achieved by adding evaluation of the mitral commissural re¬ 
gions to the score and by allowing assessment of individual segments 
of each leaflet to acknowledge the uneven distribution of anatomic 
abnormalities in rheumatic mitral stenosis. Most important, the 
weighting of the individual components of the score were adjusted ac¬ 
cording to their relative importance in predicting the likelihood of suc¬ 
cessful percutaneous balloon mitral valvuloplasty. 

Because of the complex geometry of the mitral apparatus, 3D echo¬ 
cardiography is uniquely suited for the assessment of mitral regurgita¬ 
tion. Delineation of the effective regurgitant orifice area and the vena 
contracta are two major strengths of 3D echocardiography. 
Assessment of the vena contracta area with 3D echocardiography 
has revealed that it is noncircular in most patients, especially those 
with functional mitral regurgitation (Figures 5 and 6). Three- 
dimensionally derived vena contracta area has been shown to correlate 
more closely with Doppler-derived effective regurgitant orifice area 
than 2D vena contracta diameter. In most studies, vena contracta 
area has been quantified by planimetry of 3D color mitral regurgitation 
jets in orthogonal views to create four-chamber and two-chamber 
views of the vena contracta, which can be shown en face (Figure 5 13 
top middle and top right) and perpendicular by tilting 90° upward 
(Figure 5, bottom middle and bottom right) to demonstrate the eccentric¬ 
ity of the vena contracta. With 3 D echocardiography and color flow im¬ 
aging, it is also possible to quantitate mitral regurgitant jet volumes. In 
one study comparing 2DE assessment of jet areas and 3DE assessment 
of jet volumes, the latter showed better correlation with the angio¬ 
graphic reference standard. This difference was particularly pro¬ 
nounced in patients with eccentric jets. 98 An emerging method of 
mitral regurgitation quantification by 3D echocardiography is 
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Figure 20 Zoomed 3D TEE view of the mitral valve in patients with Barlow’s disease with multisegmental, bileaflet billowing (A) and 
fibroelastic deficiency with P2 flail segment and ruptured chords (B). Leaflet billowing is diagnosed when there is systolic excursion of 
the leaflet body into the left atrium due to excess leaflet tissue, with the leaflet free edge remaining below the plane of the mitral an¬ 
nulus. The mitral valve is oriented with the aortic valve at the 12 o’clock position. 



Figure 21 Three-dimensional morphologic analysis of a normal mitral valve. The mitral annulus is manually defined and then repeated 
in multiple rotational planes (A), yielding a resultant 3D contour superimposed on the en face view of the valve (B). The mitral valve 
leaflets are then manually traced in multiple parallel planes (C), resulting in a line of coaptation displayed on a color-coded, 3D-ren- 
dered valve surface (D). AL, anterolateral; Ao, aorta; P, posterior; PM, posteromedial. 


delineation of the anatomic regurgitant orifice area by direct visualiza¬ 
tion of the valve en face using parametric displays. Direct measure¬ 
ments are advantageous in that they account for the complex 
geometry of the valve and nonplanar geometry of the regurgitant 
orifice. 

As of now, online quantification of the vena contracta and an¬ 
atomic regurgitant orifice area must be done manually; a semiauto- 
mated method of assessment would make the process more 
efficient and user-friendly. Furthermore, there are presently no 
professional society guidelines to assist in 3D quantification of mi¬ 
tral regurgitation, nor is there a validated reference standard for 


comparison of 2D and 3D findings. Despite these obstacles, 
3DE can be a valuable tool in mitral regurgitation assessment, par¬ 
ticularly in those patients with mitral regurgitation that is felt to be 
underestimated by 2D imaging methods or is anatomically com¬ 
plex. 

Three-dimensional TTE and TEE assessments of mitral 
valve pathology should be incorporated into routine clinical 
practice as they provide the best physiologic and morphologic 
information regarding the mitral valve. Three-dimensional 
transesophageal echocardiography is recommended for 
guidance of interventional mitral valve procedures. 
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Figure 22 Volumetric quantification of the mitral valve allows accurate measurements of the height of the saddle-shaped mitral valve 
(top left), commissure-to-commissure diameter measurements of the mitral annulus (bottom left), mitral annular surface area (top 
right), and the angle between the aortic root and the mitral annulus (bottom right). A, Anterior; AL, anterolateral; Ao, aorta; P, posterior; 
PM, posteromedial. 


12. AORTIC VALVE AND THE ROOT 


a. Anatomy and Limitations of 2DE Assessment 
The aortic root is composed of the aortic valve with its three semilunar 
cusps, which form part of the sinuses of Valsalva, and the fibrous in¬ 
terleaflet triangles. The aortic cusps are identified by the correspond¬ 
ing presence or absence of the coronary arteries (left coronary, right 
coronary, and noncoronary cusps) (Figure 24). Each semilunar cusp 
is attached to the aortic wall in a curved manner, with the basal attach¬ 
ment located in the left ventricle below the anatomic ventriculoaortic 
junction and the distal attachment at the sinotubular junction." The 
sinuses of Valsalva and the sinotubular junction are integral parts of 
the valvular mechanism, such that any significant dilatation of these 
structures will result in aortic valve incompetence. Overall, when 
tracking the curved path of the aortic leaflet insertion points, the 
3D spatial configuration of the aortic valve resembles a crown. 

The common approaches for imaging the aortic valve by 3D trans¬ 
thoracic echocardiography are from the parasternal and apical views. 
Three-dimensional data sets including the aortic root can be cropped 
and rotated for a dynamic 3D rendering of the aortic valve, which can 
be visualized from both the aortic and ventricular perspectives, as well 
as sliced in any desired longitudinal or oblique plane. The aortic per¬ 
spective of the valve is best suited for assessing valve morphology, 
while the ventricular perspective may best delineate aortic tumors 
or vegetations or subvalvular obstructions. 

An exact en face alignment of the cut plane to the aortic valve or¬ 
ifice is sometimes impossible to obtain in the 2D short-axis view, es¬ 
pecially in hearts with aortic root pathology or a horizontal position. 
In addition, the through-plane motion of the aortic annulus through¬ 
out the cardiac cycle due to the active longitudinal excursion of LV 
base often hampers adequate visualization of the true aortic valve 
opening orifice and morphology throughout the cardiac cycle. With 
three-dimensional echocardiography, en face alignment of the cut 
plane to the aortic annulus orifice is easily obtained, irrespective of 
the actual spatial orientation of the aortic root in the body. 
Moreover, the 3D en face view allows comprehensive visualization 


of the entire aortic valve complex in motion. Three-dimensional 
echocardiography also provides additional information on the spatial 
relationship with surrounding structures, such as the LV outflow tract 
and mitral annulus, without the need for the cumbersome mental re¬ 
construction applied with 2D echocardiography. 

The 2DE parasternal long-axis view of the aortic valve and root 
often underestimates LV outflow tract area, as it presumes a circular 
shape. Three-dimensional echocardiography enables multiplane im¬ 
aging of the aortic valve (e.g., simultaneous display of the valve in 
both the long and short axes), demonstrating the true shape of 
the LV outflow tract. As well, 3D echocardiography often confirms 
normal and abnormal findings when structures visualized in one 
plane can be examined in real time by checking a second orthogo¬ 
nal plane. 

The apical approach allows the en face visualization of the aor¬ 
tic valve by 3D echocardiography when the parasternal approach 
is inadequate. Even though the spatial resolution is lower com¬ 
pared with the parasternal approach, an accurate assessment of 
the aortic valve morphology (number of cusps and mobility, open¬ 
ing orifice, regurgitant orifice) and LV outflow tract anatomy is pos¬ 
sible from apical images. Gain and thresholding adjustments 
ensure an accurate delineation of the aortic valve anatomic details, 
while the addition of various color maps increases the depth per¬ 
ception in three dimensions. However, adequate visualization can 
be at times difficult by transthoracic 3D echocardiography either in 
normal (with very thin cusps, leading to significant drop-out of the 
leaflet bodies) or in heavily calcified aortic valves, or when the 
acoustic window is inadequate. Three-dimensional color Doppler 
data can be displayed simultaneously with anatomic information 
derived from both 3D transthoracic echocardiography and 3D 
transesophageal echocardiography, adding critical data on aortic 
valve function and integrity. 

b. Data Acquisition 

Three-dimensional transesophageal echocardiography from upper 
esophageal views provides superior spatial resolution and image 
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Figure 23 Multiplanar reconstruction of a rheumatic, stenotic mitral valve imaged with zoomed, transesophageal 3D echocardiog¬ 
raphy (bottom right). Orthogonal cut planes through the narrowest mitral valve orifice in mid-diastole (top left and right) with a perpen¬ 
dicular plane providing an en face image for mitral valve area (MVA) measurement (bottom left). 


quality for aortic valve assessment (Figure 24), and it is the method of 
choice when a definite diagnosis cannot be made by 3D transthoracic 
echocardiography. 

Biplane Imaging. A preliminary survey of the aortic valve can be 
performed using the 2D multiplane modality while manipulating 
the lateral plane with and without color flow Doppler to identify 
the mechanism, etiology, and severity of aortic valve stenosis or 
regurgitation. 

Real-Time 3D. With transesophageal echocardiography, a 2D im¬ 
age of the aortic valve at either the 60° midesophageal, short-axis 
view or the 120° midesophageal, long-axis view should be obtained. 
After the 2D image is optimized, narrow-angled acquisitions can be 
used to optimize the 3D image and to examine aortic valve and 
root anatomy. After acquisition, when displayed en face, the aortic 
valve should be oriented with the right coronary cusp located interi¬ 
orly, regardless of whether the aortic or the LV outflow tract perspec¬ 
tive is presented (Tables 4 and 6). 

Focused Wide-Sector Zoom and Full Volume. Once a wide¬ 
angled acquisition 3D data set of the aortic root is obtained, the 
cropping plane can be aligned parallel to the aortic valve orifice, as 
identified from the long-axis view. This results in a short-axis 3D im¬ 
age of the aortic valve orifice, which can be used for planimetry. As 
well, the cutting plane can be moved to the LV outflow tract, the sinus 
of Valsalva, or the sinotubular junction to obtain these respective 
cross-sectional areas. Last, the cropping planes can be placed perpen¬ 


dicular as well as parallel to the aortic annulus to assess supravalvular 
and subvalvular anatomy for serial stenoses. 

Full Volume with Color Flow Doppler. Color Doppler 3D TEE 
imaging should also be performed to detect the initial appearance 
of flow at the onset of systole. These color Doppler signals can also 
be cropped at the valve level using a parallel plane to estimate the or¬ 
ifice area and the vena contracta. 


c. Clinical Validation and Application 

Quantification of Aortic Valve Area. Three-dimensional echo¬ 
cardiography has been used to improve aortic valve area quantifica¬ 
tion with either planimetry 100 " 103 or the continuity equation. 104105 
Three-dimensional TTE planimetered aortic valve area has been 
reported to be feasible in 92% of patients, with measured values cor¬ 
relating well with 2D TEE planimetry and transthoracic echocardiog¬ 
raphy-derived continuity values. 106,107 Three-dimensional TTE aortic 
valve areas were also found to have better correlation to invasively 
measured aortic valve area compared with 2D TEE values. 104 This 
is due to the decreased operator variability with 3D echocardiogra¬ 
phy due to improved identification on 3D echocardiography of 
the optimal 2D transverse plane on which the aortic valve area is 
measured. 

Beyond using 3D echocardiography to accurately localize the 2D 
plane from which planimetry of the aortic valve area can be per¬ 
formed, three-dimensional echocardiography also allows accurate 
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Figure 24 Zoomed 3D TEE image of the aortic valve as seen from the ascending aorta (Ao) in diastole (top left) and systole (top mid¬ 
dle) and from the LV outflow tract (LVOT) in diastole (bottom left) and systole (bottom middle). Note that the aortic valve is oriented with 
the right coronary cusp (RCC) located interiorly irrespective of the perspective. The 3D TEE data set is cropped to display the aortic 
valve in long-axis form during diastole (top right) and systole (top, left). LCC, Left coronary cusp; NCC, noncoronary cusp. 


planimetry of the LV outflow tract. 108 Three-dimensional echocardi¬ 
ography has demonstrated that this structure is elliptical rather than 
round, and similar to 3DE planimetry of the aortic valve area, 3DE 
planimetry of the LV outflow tract has been demonstrated to be 
more reproducible. 109,110 With accurate measurement of the LV 
outflow tract, geometric assumptions used in the continuity 
equation are avoided, resulting in more precise estimation of aortic 
valve areas using 3D echocardiography over traditional 2DE methods. 

Other authors have sought to avoid LV outflow tract values in the 
calculation of aortic valve area using the continuity equation. 104 This 
is accomplished using 3DE stroke volume obtained using a semiauto- 
mated endocardial border detection of the left ventricle. These au¬ 
thors showed that stroke volume obtained using this method is 
superior to 2DE and comparable with magnetic resonance imaging 
measurements. 45 

Quantitative Aortic Root Anatomy. Aortic annular diameter 
was initially reported from computed tomographic studies to be 
more oval than round. 108,111 On 3D echocardiography, this is 
clearly appreciated, and 3DE aortic annular measurements from 
the en face views provide more accurate and reproducible 
measurements compared with 2D echocardiography (Figure 25). 
Accurate annular measurements have great implications for percuta¬ 
neous valve procedures for valve-sizing purposes, while annular size 
may also influence the surgical approach and technique in valve¬ 
sparing procedures. Moreover, there are a number of parameters, 
which reflect the spatial relationships of structures in the aortic 


root, that cannot be measured by 2D echocardiography. 
Intercommissural distance and free leaflet edge lengths, which can 
be measured by 3D echocardiography, are used to choose the tube 
graft size in valve-sparing root operations. 20 Three-dimensional echo¬ 
cardiography can also measure the distance between the annulus and 
leaflet tips to the coronary ostia, which is crucial for optimal place¬ 
ment of prosthetic valves by the percutaneous route. 

Quantification of Aortic Regurgitation. Using 3DE color 
Doppler, the exact perpendicular plane to the aortic regurgitation 
jet can be identified, from which the area of the vena contracta 
can be planimetered. 112 This has been shown to have a good corre¬ 
lation with aortographic grading of aortic regurgitation. As well, geo¬ 
metric assumptions of the vena contracta, which are invalid when 
the shape of the regurgitant orifice is nonsymmetric, are avoided 
with direct measurement, thus improving measurement precision. 113 
Three-dimensional echocardiographic color Doppler also allows vi¬ 
sualization, and measurement of multiple jets were feasible and cor¬ 
related morphologically with surgical findings. 113 However, the 
practical impact is limited, because this study used electrocardio- 
graphically gated 3D color flow imaging, whereas real-time volume 
color flow Doppler imaging is necessary to truly evaluate the feasi¬ 
bility and accuracy of quantification of aortic regurgitation in three 
dimensions. 

Three-dimensional TTE and TEE assessments of the aor¬ 
tic valve should be incorporated when available into the as¬ 
sessment of aortic stenosis and to elucidate the mechanism 
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Figure 25 Three-dimensional TEE data set cropped to demonstrate the aorta in long axis (A, top). Using this image, en face views of 
the sinotubular junction (A, bottom left), sinus of Valsalva (A, bottom middle), and aortic annulus (A, bottom right) can be obtained for 
assessment. Dynamic, automatic tracking of the aortic valve leaflets (B, top left) and annulus (B, top right) can be performed, pro¬ 
viding aortic valve area throughout the cardiac cycle (B, middle left and bottom strip). A model derived from the automated tracking 
is also produced (middle right). 


of aortic regurgitation. Three-dimensional transesophageal 
echocardiography is recommended for guidance of trans¬ 
catheter aortic valve implantation. 


13. PULMONARY VALVE AND ROOT 


a. Anatomy and Limitations of 2DE Assessment 

The pulmonary root complex is composed of the pulmonary valve 
with its three leaflets, the sinuses of Valsalva, the interleaflet triangles, 
and the free-standing distal RV muscular infundibulum. The three pul¬ 
monic valve leaflets are identified by their position in relation to the 
septum and the aortic valve. The two leaflets attached to the septum 
are named the left and right leaflets and correspond to the right and 
left leaflets of the aortic valve to which they face. The third leaflet is 
called the anterior leaflet (or, if mirroring the aortic valve, the non¬ 
coronary leaflet). Assessment of the pulmonary valve by 2D echocar¬ 
diography is difficult, because the valve cusps are difficult to visualize 
on the short-axis view, and usually only two cusps can be simulta¬ 
neously assessed. Three-dimensional echocardiography, through the 
en face view, allows all three leaflets to be evaluated concurrently, 
as well as assessment of the RV outflow tract and main pulmonary ar¬ 
tery. This has improved quantitative assessment of pulmonary regur¬ 
gitation and stenosis. 

The pulmonary valve is better assessed by 3D transesophageal 
echocardiography, but on 3D transthoracic echocardiography, the 
best possible images can be obtained from the parasternal ap¬ 
proach. 114 After optimizing the image of the pulmonary valve on 
2D transthoracic echocardiography, live 3D TTE images of the valve 
can be obtained with greater success. 

b. Data Acquisition 

Biplane. A preliminary survey of the pulmonary valve can be per¬ 
formed using the 2D multiplane modality while manipulating the lat¬ 


eral plane with and without color flow Doppler to identify the 
mechanism, etiology, and severity of pulmonary valve stenosis or re¬ 
gurgitation. 

Real-Time 3D. When imaging the pulmonic valve in three dimen¬ 
sions, the TEE probe can be positioned either at the high esophageal 
position at 90° or by obtaining a three-chamber LV-aortic root view 
at 120° and then rotating the probe counterclockwise to bring the pul¬ 
monic valve into view. Once the valve is optimally visualized, with live 
3D, the pulmonary valve can be displayed in an en face view from 
either the pulmonary artery or the right ventricle. When displayed 
in the en face view, the anterior leaflet should be located superiorly 
in the 12 o'clock position irrespective of perspective (Tables 4 and 6). 

Focused Wide-Sector Zoom and Full Volume. The zoom 
mode image of the pulmonary valve allows visualization of the pul¬ 
monary valve leaflets as well as the main pulmonary artery and the 
RV outflow tract. Once the pyramidal volume is captured, the en 
face view of the valve can be displayed. As well, the cropping plane 
can be used to assess the dimensions of the main pulmonary artery 
and the RV outflow tract. 115 Last, the cropping plane can be used to 
show the RV outflow tract, pulmonary valve, and main pulmonary ar¬ 
tery in a single image. 

Full Volume with Color Flow Doppler. In patients with pulmo¬ 
nary regurgitation or stenosis, color flow Doppler should be added 
to the full-volume acquisition. The size of the region of interest should 
be limited to the pulmonary valve and the color flow Doppler jet to 
optimize frame rate. As mentioned previously, the largest number of 
individually gated component slabs should always be attempted 
when ECG gating and brief acquisition times are possible. Once ac¬ 
quired, the pyramidal volume can first be viewed as originally ob¬ 
tained and then rotated to view the pulmonary valve from the 
pulmonary artery and right ventricle to identify the site of jet origin. 
Further cropping and the use of the black-and-white suppress can 
be used to identify effective orifice area, regurgitant orifice area, 3D 
proximal isovelocity surface areas, and vena contracta. 








Journal of the American Society of Echocardiography 
Volume 25 Number 1 


Langetal 31 


c. Clinical Validation and Application 

Evaluation of the pulmonary valve using 3D echocardiography has 
been shown to be most useful for defining the location of pathology 
and determining the mechanism and severity of valvular dysfunction. 
Using the modalities available with 3D echocardiography, cusp num¬ 
ber, thickness, and mobility can be determined in patients with con¬ 
genital pulmonary valve diseases and disease processes such as 
carcinoid valvulopathy, endocarditis, and so on. Additionally, 3D 
echocardiography provides accurate RV outflow tract supravalvular, 
subvalvular, and valvular measurements in patients with congenital 
RV outflow tract obstruction. Most importantly, 3D echocardiogra¬ 
phy improved the accuracy in the assessment of pulmonary regurgi¬ 
tation, which has implications in determining the timing of surgical 
intervention. 116 

There is no current evidence supporting the routine use of 
3D transthoracic echocardiography or transesophageal echo¬ 
cardiography for the evaluation of pulmonic valve disease. 


14. TRICUSPID VALVE 


a. Anatomy and Limitations of 2DE Assessment 

The TV is composed of the annulus, leaflets, and chordal and papillary 
muscle apparatus. The tricuspid annulus consists of a fibrous ring from 
which the leaflets are suspended. The normal tricuspid annulus area 
measures between 8 and 12 cm 2 and is approximately 20% larger 
than the mitral annulus. Three-dimensional echocardiographic assess¬ 
ment of the tricuspid annulus has demonstrated that the tricuspid an¬ 
nulus is bimodal in shape (saddle shaped) with higher or superior 
points (toward the right atrium) along the anterior and posterior as¬ 
pects of the annulus and the low or inferior points (toward the right 
ventricle) along the medial and lateral aspects of the annulus. 117 " 119 

The TV, as its name implies, has three leaflets, designated anterior, 
septal, and posterior. The anterior tricuspid leaflet has the largest leaf¬ 
let area and is attached along the anterolateral (free wall) surface of 
the tricuspid annulus. The septal leaflet attaches along the interven¬ 
tricular surface and the posterior leaflet along the posterior portion 
of the annulus. Embryologically, the septal and posterior leaflets arise 
from the same endocardial cushion bud, but a cleft forms dividing into 
the septal and posterior leaflets. Tricuspid leaflets are also thinner and 
more translucent than the mitral valve. 

The tricuspid apparatus has two main papillary muscles, located an¬ 
teriorly and posteriorly, and frequently a third one arising from the in¬ 
fundibulum (conus or RV outflow tract). Chords from each papillary 
muscle attach to all three tricuspid leaflets. 

b. Data Acquisition 

Two-dimensional echocardiographic imaging of the TV requires 
reconstruction from multiple planes. 120 Three-dimensional TTE 
imaging of the TV allows visualization of all aspects of the TV 
from a single full-volume data set or a focused examination on a par¬ 
ticular TV aspect using a narrower imaging acquisition mode with 
higher resolution. 120 ' 122 Three-dimensional TTE imaging can be 
limited by relatively low temporal resolution compared with 2D 
echocardiography. 

c. Orientation and Display 

With 3D echocardiography, it is possible to display the valve in a man¬ 
ner that is not possible using standard 2D echocardiography. Such an 


example is the en face view of the TV visualized from either the right 
atrial or RV perspective (Figure 14). When displaying the TV en face, 
the septal leaflet should be located in the 6 o'clock position irrespec¬ 
tive of perspective (Tables 4 and 6). These en face views may be 
especially helpful in localizing leaflet disease such as leaflet 
prolapse, perforation, or vegetation, as well as localizing the origin 
of regurgitation jets, or planimetering the tricuspid orifice area to 
assess severity of tricuspid stenosis. 121,122 In addition to standard 
views, the cropping plane can be adjusted to visualize a particular 
section of the TV. 


d. Analysis Methods 

Cropping methods can be performed in a standardized manner to 
produce similar views for display. Standard 3DE data sets to crop 
into should be obtained from parasternal and apical windows. A sub¬ 
costal 3DE data set can also be acquired but will depend on the image 
quality of the subcostal window. The full-volume data set should be 
optimized to view the TV and the right ventricle. Once cardiac struc¬ 
tures are visualized with the cropping plane, the image display can be 
optimized using the gain, compress, and magnification settings. 

Parasternal Views. The TV in the RV inflow view should be opti¬ 
mized for 3D full-volume data acquisition. The cropping plane should 
crop into the data set oriented to display the anterior and posterior 
leaflets of the TV. In most views, this should also display the orifice 
of the coronary sinus and Eustachian valve (if present). A second para¬ 
sternal data set should be acquired with the TV with the RV outflow 
tract and aortic valve in the short axis. 

Apical Views. The cropping plane should crop into the data 
set along the coronal plane to obtain a four-chamber view of the 
TV with anterior and septal leaflets in view and its chordal attach¬ 
ments. Then, the cropping plane should be oriented along the sagittal 
plane to visualize the posterior and anterior leaflets of the TV. Finally, 
the cropping plane should be rotated (45°) clockwise to include the 
aortic valve. This maneuver should allow visualization of the septal 
leaflets and anterior leaflets of the TV. 

Transverse Views. The cropping plane should crop into the data 
set from the right atrium in the transverse plane. A similar view can 
be obtained cropping from the right ventricle to visualize the RV as¬ 
pect of the TV and subvalvular apparatus. 


e. Clinical Validation and Application 

Three-dimensional echocardiographic of the TV has provided insights 
into normal and abnormal TV anatomy. 121,122 In a study of 29 
patients with a spectrum of TV pathologies, 3D echocardiography 
provided incremental diagnostic value over 2D echocardiography 
with regard to the etiology and location of the abnormal leaflet 
segments. 123 Three-dimensional echocardiography has demonstrated 
that the TV annulus has a bimodal or saddle shape with distinct high 
(superior) points oriented anteriorly and posteriorly and low (inferior) 
points oriented medially and laterally. 1 17 The bimodal shape is similar 
to that of the mitral valve annulus. With the development of func¬ 
tional tricuspid regurgitation, the tricuspid annulus becomes more 
planar, and also more circular, expanding mostly along the anterolat¬ 
eral border. 117,118 

In descriptive studies, 3D echocardiography has provided mecha¬ 
nistic insights into tricuspid regurgitation in patients with pulmonary 
hypertension 70 and congenital heart disease. 124 " 126 In a study of 87 



32 Lang et al 


Journal of the American Society of Echocardiography 
January 2012 


patients with pacemakers or implantable cardioverter-defibrillator 
leads, 3D echocardiography identified the lead position as it traverses 
the TV, resulting, at times, in tricuspid regurgitation. 127 

3. Color Tricuspid Regurgitation. There are few data on 3D 
color Doppler assessment of tricuspid regurgitation. A recent article 
by Velayudhan et al. 128 demonstrated efficacy in measuring the 
vena contracta of the tricuspid regurgitant jet using 3D color 
Doppler data. Figure 14 shows an example of the use of color 3D 
echocardiography to guide vena contracta measurements. The con¬ 
cept of 3D-guided measurement of the vena contracta area to quan¬ 
titative tricuspid regurgitation has advantages over 2D color Doppler 
assessment, as it does not require geometric assumptions or reliance 
on the distant jet for quantification. However, 3D color Doppler tem¬ 
poral resolution is low compared with 2D, and the ability to measure 
the vena contracta area may have technical limitations in individual 
patients. The use of 3D to assess tricuspid regurgitation is likely to in¬ 
crease as more experience is gained and technological advances are 
made. 

There is evidence supporting the routine use of 3D trans¬ 
thoracic echocardiography or transesophageal echocardi¬ 
ography for the evaluation of TV disease. 


15. RIGHT AND LEFT ATRIA 


a. Anatomy and Limitations of 2DE Assessment 
The rapid development of cardiac electrophysiology has triggered re¬ 
newed interest in the anatomy of atrial cavities and their target struc¬ 
tures. Although fluoroscopy is routinely used to localize atrial 
anatomic landmarks during electrophysiologic procedures, this tech¬ 
nique is limited by its 2D projection of complex 3D structures that 
may render difficult interpretation and analysis, and specific atrial 
structures such as the fossa ovalis, crista terminalis, Eustachian valve, 
coronary sinus ostium, and pulmonary vein ostia may be difficult to 
visualize. Thus, a preprocedural assessment of the various atrial land¬ 
marks involved in electrophysiologic procedures may have clinical 
relevance, providing electrophysiologists with a useful preprocedural 
anatomic "roadmap." 17 Because the atria are close to the esophagus, 
3D transesophageal echocardiography provides fine anatomic data of 
internal atrial structures, as recently shown. 129 

The cross-sectional approach has been for a long time and remains 
the most common way of displaying echocardiographic images. Using 
3D transesophageal echocardiography, the same anatomic structures 
may be imaged from countless perspectives. Thus, for discrete atrial 
landmarks, rather than a "cross-sectional" approach, a "structure-ori¬ 
ented" approach should be used. Once a specific anatomic target 
has been identified (usually using a zoom modality, biplane oriented), 
the volume data set can be cropped, expanded, and oriented to ob¬ 
tain the most effective perspective. 

Right Atrial Anatomy. The right atrium consists of four compo¬ 
nents, the right atrial appendage, the venous part, the vestibulum, 
and the atrial septum, which is shared with the left atrium. 
However, specific anatomic structures such as the crista terminalis, 
cavotricuspid isthmus, Eustachian valve, coronary sinus ostium, and 
fossa ovale, are of particular interest because they are targets for 
catheter-based procedures. 

Crista Terminalis. An external fat-filled groove, the sulcus termina¬ 
lis, divides the venous part of the atrium from the right atrial append¬ 


age (the true primitive atrium). The sinus node is located in this groove 
close to the superior cavoatrial junction. The sulcus terminalis corre¬ 
sponds internally to the crista terminalis, which is a roughly C-shaped 
muscular band separating the smooth wall of the venous component 
from the rough wall of the right atrial appendage. 130 Pectinate mus¬ 
cles emerge from the crista terminalis, spreading out into the right 
atrial appendage. The crista may vary in size and thickness, appearing 
as a small, thin, valvelike or a broad-based structure. Avery large crista 
terminalis mimicking a mass can be found in so-called lipomatous hy¬ 
pertrophy of atrial septum, which is caused by an extensive fatty infil¬ 
tration of the sulcus terminalis. The crista terminalis is an area of 
marked anisotropy, and almost two thirds of focal right atrial tachycar¬ 
dias occurring in the absence of structural heart disease arise along the 
crista terminalis 131 and, occasionally, are the target for catheter abla¬ 
tion. Because the crista terminalis originates from the superior vena 
cava dividing the right atrial appendage from the sinus, both the 
superior vena cava and right atrial appendage are useful landmarks 
to localize the crista terminalis. 22 When the crista terminalis has 
a broad-based insertion, one of the easiest methods for imaging the 
entire course of the crista terminalis from right perspective is depicted 
in Figure 26. 

Cavotricuspid Isthmus and Surrounding Structures. The 

cavotricuspid isthmus is a well-defined region of atrial tissue that is re¬ 
lated to the origin of typical atrial flutter. The cavotricuspid isthmus is 
a roughly quadrilateral-shaped atrial wall bordered by the tricuspid 
hinge line anteriorly and by the Eustachian valve posteriorly. The in¬ 
ferior border of the ostium of the coronary sinus lines the superome- 
dial border, while the inferolateral border is delineated by the final 
ramification of the crista terminalis. 132 In normal hearts, the topogra¬ 
phy of the cavotricuspid isthmus is not flat. Usually a slight depression 
(sub-Eustachian pouch or sinus of Keith) between the Eustachian 
ridge and the TV can be found. In some individuals, this pouch 
may be deeper than normal or even aneurysmal. The Eustachian 
valve is a semilunar flap of fibrous or fibrous-muscular tissue variably 
developed that guards the entrance of the inferior vena cava. The 
Eustachian valve continues medially with a muscular band called 
the Eustachian ridge. This latter delineates the border between the 
fossa ovale and the ostium of the coronary sinus. Occasionally, the 
Eustachian valve may be very prominent. The coronary sinus ostium 
is the entrance of the coronary sinus and a flap of thin fibrous tissue 
called the Thebesian valve guards it. Because the cavotricuspid isth¬ 
mus is not a specific structure but a muscular region of right atrial cav¬ 
ity bordered by well recognizable anatomic landmarks, imaging these 
structures can draw the virtual perimeter of the cavotricuspid isthmus. 
Simultaneous visualization of the posterior tricuspid hinge line, the 
Eustachian valve, and the ostium of the coronary sinus can be ob¬ 
tained when focusing on the atrial cavity, regardless of the initial cut 
plane used (four-chamber, basal short-axis, or bicaval view). The os¬ 
tium of coronary sinus is located medially to the Eustachian valve 
and can be visualized by a 90° clockwise rotation from the four- 
chamber cut (Figures 27 and 28). 

The fossa ovalis is a relevant anatomic landmark important to iden¬ 
tify when performing transseptal punctures for left-sided catheter- 
based procedures and left pulmonary vein ablation. The size, location, 
and topography of the fossa ovalis may vary from heart to heart. 
The fossa ovalis is a depression in the right side of the atrial septum. 
At the left side, the septum primum covers this region and is usually 
featureless. The fossa ovalis actually represents the "true" atrial sep¬ 
tum in the sense that it directly divides the two atrial chambers. The 
majority of the remaining tissue that separates the atrial chambers is 
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Figure 26 Still image depicting the two perpendicular 2D TEE planes (A,B) used to acquire a zoomed 3D TEE data set of the interatrial 
septum (C). The left side of the atrial septum (AS) in shown in the en face perspective visualized after a 90° up-down rotation (curved 
arrow) of the data set (D). Image D can be cropped to remove the left half of the atrial septum (E), and when rotated 90° counterclock¬ 
wise (curved arrow), the entire course of the crista terminalis (CT) from the superior vena cava (SVC) toward the inferior vena cava 
(arrows) can be visualized, as seen in image F. Ao, Aorta; CS, coronary sinus; FO, fossa ovalis; LA, left atrium; RA, right atrium; 
RAA, right atrial appendage; RUPV, right upper pulmonary vein. 


composed of an infolding of the atrial wall with fibrofatty tissue 
that extends from the epicardium. 133 Imaging of the fossa ovalis is 
usually obtained from a 2D TEE bicaval plane view. The depth of 
pyramidal data set should be adjusted to include only the left and 
the right sides of the atrial septum. This specific setting allows the 
entire septum to be acquired in 3D format without surrounding 
structures. With a 90° up-down angulation of the pyramidal data 
set, the entire left-sided aspect of the septum is shown in an "en 
face perspective" (Figure 29). Once the left side of the atrial septum 
is acquired, a 180° counterclockwise rotation shows the right side of 
the atrial septum and the fossa ovalis as a depression on the septum 
(Figure 30). Sometimes a fine cropping using the arbitrary crop 
plane is necessary to remove those surrounding atrial structures 
that may cover the septum. A gain setting at medium level is usually 
required to avoid disappearance of the fossa ovalis and creating 
a false image of an atrial septal defect. 


Left Atrial Anatomy. The left atrium consists of three parts: the 
appendage, the vestibule, and the venous component. The left 
atrial appendage is a multilobar structure located between the left 
upper pulmonary vein and the left ventricle. The vestibule is the 
part of the left atrium that surrounds the mitral valve orifice and 
has no distinctive anatomic characteristics. The pulmonary veins 
drain oxygenated blood from the lung into the left atrium through 
oval-shaped ostia. Although there is significant variability in the di¬ 
mensions, shape, and branching patterns of the pulmonary veins, 
the most common pattern of entry is two veins from the hilum 
of each lung. The superior pulmonary vein ostia tend to be larger 
and have longer distances from the ostium to the first-order 
branches than the inferior veins. The right superior pulmonary 
vein lies just behind the superior vena cava. The left pulmonary 
veins are separated from the left atrial appendage by the ligament 
of Marshall. 
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Figure 27 Three-dimensional TEE en face image of the cavotricuspid isthmus (CVTI) (top right), which is similar to the fluoroscopic left 
anterior oblique projection. A view perpendicular allows visualization of the CVTI from the Eustachian valve (EV) insertion point to the 
white dots demarcating the TV hinge line (top left). Magnified 3DE en face image of the EV (bottom left) in which the superior border of 
the valve is well defined. With slight rotation, the inferior border can be visualized (bottom middle and right). Ao, Aorta; CS, coronary 
sinus; FO, fossa ovalis; /1/C, inferior vena cava; SVC, superior vena cava. 


b. Data Acquisition 

Biplane Imaging. A preliminary survey of the left atrium can be 
performed using the 2D multiplane modality while manipulating 
the lateral plane with and without color flow Doppler to identify 
the pulmonary veins. 

Real-Time 3D. Overall, acquisition of the left atrium for volume 
and function measurements should be from TTE views or TEE trans- 
gastric views (Tables 2 and 3). With midesophageal TEE views, the 
entire left atrium cannot be seen within the imaging pyramid, 
precluding measurements of left atrial volumes. As well, 3D 
transesophageal echocardiography cannot visualize the entire atrial 
posterior wall with all four pulmonary veins. However, it can 
provide high-quality images of one or two of the pulmonary vein ostia 
and surrounding left atrial tissue. Three-dimensional transesophageal 
echocardiography is ideal for visualization of the interatrial septum 
and its adjacent structures (Figure 31). 

From the midesophageal 90° TEE view of the mitral valve and left 
atrial appendage with a slight counter clockwise rotation, one or both 
of the left pulmonary veins can be displayed. Once the 2D TEE image 
is optimized, narrow-angled acquisitions can be used to optimize the 
3D image (Figure 31). Because the two left pulmonary veins have dif¬ 
ferent directions, slight up-and-down manipulations of the TEE trans¬ 
ducer may be required to maximize visualization of the ostia of the 
superior or inferior pulmonary vein, respectively. 

From the midesophageal view of the left pulmonary veins, a clock¬ 
wise rotation depicts the entire atrial septum en face. This image can 
be rotated to display it from the left or right atrial perspectives. The 
right pulmonary veins appear in the long-axis orientation. With a slight 


down-to-up angulation, the ostia of both right pulmonary veins be¬ 
come visible. 

Focused Wide-Sector Zoom and Full Volume. Once a wide¬ 
angled acquisition 3D data set of the septum is obtained, the cropping 
plane can be used to optimize views of the septum, demonstrating its 
relationship to structures such as the mitral valve, right upper pulmo¬ 
nary vein, and aorta (Table 5). As well, the cropping planes can be 
aligned perpendicular to the pulmonary vein orifices to obtain ostial 
dimensions (Figure 32). 

Full Volume with Color Flow Doppler. Color Doppler 3D 
imaging should also be performed to assess flow in the pulmonary veins. 

Transthoracic Echocardiography. To assess right and left atrial 
volumes, the data set should be acquired from an apical approach, 
taking care to encompass the entire atrial cavities. Sometimes (e.g., 
in enlarged atria) separate dedicated acquisitions are needed to be 
able to acquire the whole right or left atrium. 

c. Clinical Validation and Application 

Three-dimensional transthoracic echocardiography has been used 
to assess left atrial volumes in patients undergoing radiofrequency 
catheter ablation of atrial fibrillation. 134 " 136 Volumes obtained from 
3D echocardiography were smaller than on angiography and 
electroanatomic mapping. These results suggested that left atrial 
volumes obtained by angiography or electroanatomic mapping 
should not be used as baseline values for noninvasive follow-up. As 
well, these studies also demonstrated that left atrial volumes and func¬ 
tion improves if sinus rhythm is maintained after ablation. 
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Figure 28 Three-dimensional TEE image of the crux cordis, which is the cross-shaped intersection between the atrial and ventricular 
septal planes and the plane of the atrioventricular junction (A). With slight rotation of the image to expose the right side of the atrial 
septum, the ostium of the coronary sinus (CS) becomes more visible (B), and the septal isthmus (SI) (C), the region between the in¬ 
ferior border of CS and the hinge line of the TV, can be visualized. Image D is a photograph of an anatomic specimen presented in 
a view similar to the image in C. LA, Left atrium; LV, left ventricle; MV, Mitral valve; RA, right atrium; RV, right ventricle. 


There is promise that 3D transthoracic echocardiography 
will improve the accuracy of left atrial volume measure¬ 
ments. However, no studies to date have evaluated right 
atrial volumes. 


16. LEFT ATRIAL APPENDAGE 


a. Anatomy and Limitations of 2DE Assessment 
The left atrial appendage is a long, tubular, multilobar structure that is 
usually heavily trabeculated with muscular structures, the so-called 
pectinate muscles. The left atrial appendage orifice is located between 
the left upper pulmonary vein and the left ventricle and extends an¬ 
teriorly over the atrioventricular (coronary) sulcus. 137138 The orifice 
separates the trabeculated walls of the left atrial appendage from 
the smooth walls of the left atrium (Figure 32). 139 The circumflex 
branch of the left coronary artery runs close to the left atrial append¬ 
age basal orifice. The cardiac lymphatic drainage of the left ventricle is 
thought to pass beneath the left atrial appendage. 137140 Studies has 
demonstrated great variability in left atrial appendage volume, 
length, principal-axis angle, and orifice diameter. 139 ' 141,142 


b. Data Acquisition and Display 

Biplane Imaging. Two-dimensional multiplane imaging of the left 
atrial appendage can be performed from a single view of the left atrial 
appendage at 0°, 45°, 90°, or 135°. Manipulation of the lateral plane 
allows identification of the left atrial appendage lobes. 

Real-Time 3D. From the 0°, 45°, 90°, or 135° 2D TEE views of the 
left atrial appendage, narrow-acquisition 3D images can be used to 
optimize gain settings (Table 3). 

Focused Wide-Sector Zoom and Full Volume. On zoom¬ 
mode images, the cropping plane can be used to obtain an en face 
view of the left atrial appendage orifice that can be measured. As 
well, the planes can be adjusted to obtain left atrial appendage depth. 
Table 5 describes the presentation of the left atrial appendage. 

c. Clinical Validation and Application 

Three-dimensional echocardiography plays an important role in per¬ 
cutaneous closure of the left atrial appendage. Three-dimensional 
echocardiography has been shown to be superior to 2D transesopha¬ 
geal echocardiography in discriminating between left atrial 
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Figure 29 Composite image showing the two perpendicular planes on 2D transesophageal echocardiography (A,B) used to acquire 
zoomed 3D TEE data set of the atrial septum (AS) (C). Note that the sector dimension is larger in the x and z directions and shorter in 
the y direction. These settings allow the interatrial septum to be acquired in high resolution excluding right atrial structures that may 
mask the right aspect of the septum. A 90° up-down rotation (curvedarrow) of the pyramidal data set allow the left atrial side of the AS 
to be viewed (D). LA, Left atrium; MV, mitral valve; RA, right atrium; RUPV, right upper pulmonary vein. 


appendage pectinate musculature and thrombus in patients with 
atrial fibrillation. 100 As well, to determine device size, accurate left 
atrial appendage orifice area is needed. Studies have shown that 3D 
TEE measurements from the en face view of left atrial appendage or¬ 
ifice area correlate well with computed tomographic values, while 2D 
transesophageal echocardiography underestimated left atrial append¬ 
age orifice area. Importantly, 3DE imaging allows the left atrial ap¬ 
pendage to be well visualized before, during, and after the procedure. 

17. 3D STRESS ECHOCARDIOGRAPHY 


Three-dimensional stress echocardiography represents a major 
advancement for the evaluation of ischemic heart disease. It has been 
performed with exercise, 143 ' 144 dobutamine, 10,145-148 and 
dypiridamole, 11,149 with high feasibility and good sensitivity and 
specificity for the detection of angiographic coronary artery disease. 
Three-dimensional stress echocardiography has also been successfully 
combined with contrast 150,151 Although a learning curve is required to 
perform 3D stress echocardiography adequately, advantages of 3D 
stress echocardiography include (1) better visualization of the LV apex, 
which is frequently foreshortened on standard 2DE apical images; (2) 
rapid acquisition of peak stress images before the heart rate declines in 
recovery; and (3) evaluation of multiple segments from different planes 
from a single data set. Disadvantages include lower spatial resolution 
and lower frame rates. Moreover, only recently has 3DE technology 
allowed side-by-side display of rest and stress images for comparison. 11 

a. Acquisition Methods 

Matrix-array transducers allow different approaches to perform multi- 
planar or 3D stress echocardiography. Whether two or even three im¬ 


age planes can be recorded simultaneously depends on the 
capabilities of the equipment. 

In biplane mode, the spatial relation of both image planes can be 
modified in three directions: rotation around a central stable longitu¬ 
dinal axis, elevation, and lateral tilt (Figure 33). Using the triplane ap¬ 
proach, three image planes can be rotated around a longitudinal axis 
(the y axis) with variable increments (Figure 9). The spatial and tem¬ 
poral resolution of the images acquired with a matrix array transducer 
in biplane and triplane scanning modes are similar to conventional 2D 
images. However, the acquisition time is shorter because two or three 
planes are simultaneously captured. 

The acquisition of gated 3DE data sets allows analysis of the com¬ 
plete circumference of the LV wall and not only two or three selected 
image planes with the corresponding wall segments, which can lead 
to image plane positioning errors. Temporal resolution depends on 
the number of acquired subvolumes and segment depth but regularly 
lies between 30 and 50 volumes/sec. The smaller the number or the 
wider the angle of the acquired subsegments, the lower spatial and 
time resolution will be. Single-beat acquisition of full-volume LV 
data is a recent development from some vendors, and the spatial 
and temporal resolution of these systems are currently being 
evaluated. 

b. Data Acquisition 

Like conventional 2D techniques, 3D echocardiography during stress 
can be performed at rest, at low and peak load or dose, and during 
recovery. Both physical stress (either bicycle or treadmill exercise) 
and pharmacologic stress (mainly dobutamine plus atropine) can be 
used in combination with 3D echocardiography. The use of dipyrida¬ 
mole offers the advantage of not increasing the heart rate significantly, 
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Figure 30 Three-dimensional TEE image of the left atrial septum (AS) oriented with the right upper pulmonary vein (RUPV) located 
superiorly (A). Progressive rotation of this image following the curved arrows (B) reveals the crater-shaped fossa ovalis (FO) (C) 
and the entrance of the superior vena cava (SVC) and coronary sinus (CS) (D). 


which is of value when using a technique that has limited temporal 
resolution. Left-heart contrast agents can be used for improved endo¬ 
cardial delineation as continuous infusion or bolus injections immedi¬ 
ately before the acquisition of images at each stress level. However, for 
gated 3DE data sets acquired over several cardiac cycles, contrast infu¬ 
sions are preferred to maintain a constant concentration of microbubbles 
during data acquisition. Many 3DE systems currently have contrast 
specific settings, similar to those used with 2D echocardiography. 

Biplane Mode. This mode allows the simultaneous acquisition of 
the parasternal long axis and an adapted parasternal short axis, which 
can be best achieved by laterally tilting the second plane 30° to 40° in 
the apical direction. From the apical approach, acquisition using a bi¬ 
plane mode starts with simultaneous apical four-chamber and 
two-chamber views. The orientation of the matrix transducer is first 
optimized to obtain an anatomically correct four-chamber view on 
the left image screen. Using the rotation around the stable y axis (lon¬ 
gitudinal rotation), the second image plane (i.e., right screen) is turned 
to about 30° so that the inferior wall is seen on the left and the ante¬ 
rior segments on the right image side. Then, the right image is rotated 
to about 240°, resulting in an apical long axis with the posterior wall 
to the left and the anteroseptal segments to the right. The other bi¬ 
plane image (i.e., left screen) remains stable, showing the apical 
four-chamber-view. Thus, three heartbeats must be acquired serially 
from two echocardiographic windows to record all necessary image 


planes. Image plane orientation must be stored in the echocardio¬ 
graphic equipment as individual settings to enable side-by-side visual¬ 
ization for comparison of rest and stress images. 

Triplane Mode. Acquisition of triplane data is typically not per¬ 
formed from the parasternal window but rather from a single apical 
echocardiographic window. In most patients, a default setting of 
60° increments between the three planes allows the simultaneous 
visualization of the four-chamber and two-chamber views as well as 
the apical long axis. Furthermore, when omitting parasternal re¬ 
cordings, triplane scanning facilitates a single transducer position 
for the acquisition of images at each stress stage. Loops from all 
three image planes are stored separately and analyzed side by 
side in a manner comparable with that of conventional 2D stress 
echocardiography. 

Gated Mode. The acquisition of gated 3DE data sets during stress 
further decreases the number of serially acquired heartbeats. Stress 
echocardiographic acquisition of full-volume data is normally per¬ 
formed from a single apical approach, similar to that of the triplane 
modality. Parasternal gated 3DE recordings in the majority of patients 
are not able to encompass the entire left ventricle and therefore are 
not recommended. A minimum of a single full-volume data set 
should be acquired at each stress level. The main difference between 
conventional 2DE and multiplanar and especially full-volume 3D 
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Figure 31 Three-dimensional TEE image of the left upper pulmonary vein (LUPV) and left lower pulmonary vein (LLPV) (A). Slight an¬ 
gulation makes it possible to visualize both ostia simultaneously. Three-dimensional TEE image of right upper pulmonary vein (RUPV) 
and right lower pulmonary vein (RLPV) in long-axis (B) and short-axis (C) orientations. Ao, Aortic valve; AS, atrial septum; LOM, lig¬ 
ament of Marshall; MV, mitral valve. 



Figure 32 Zoomed 3D TEE image of the left atrial appendage (LAA) orifice as viewed from the left atrium (top left) and of the complete 
appendage in long axis (LAX) (top middle). From the 3DE data set, two orthogonal LAX 2D planar views of the left atrial appendage can 
be displayed (bottom left and middle) as well as a short-axis view (bottom right). Zoomed 3D TEE image of the pulmonary (Pul) veins in 
cross-section (top left). A, Area; D, dimension. 


stress echocardiography is the significantly shorter scanning time re¬ 
quired to complete the study. 

On the basis of this rapid method of data acquisition, the narrow 
time window at peak stress, especially during physical exercise echo¬ 
cardiography, can be used more effectively when acquiring a com¬ 
plete 3DE data set. Performing stress echo in a biplane or triplane 
approach results in a higher heart rate during exercise stress acqui¬ 
sition, thus facilitating ischemia detection. Furthermore, there is no 
need to change the transducer position during apical scanning 
once the optimal window is identified. This makes acquisition easier 
and faster for both beginner and expert echocardiographers 
(Figure 34). 


c. Analysis Methods 

A 3DE full-volume data set incorporating the entire left ventricle is re¬ 
quired for analysis. To optimize the volume rate, the size of the data 
set should be adjusted during acquisition so that extraneous structures 
such as the right ventricle and left atrium are excluded. Furthermore, 
if the 3D ultrasound system has an option for increasing volume rates 
(perhaps by using more subvolumes), that option should be selected. 


On some 3DE systems, single-beat full-volume acquisitions can be 
performed at reasonable volume rates, thereby avoiding subvolume 
stitch artifacts. Indeed, if the data set has been created using subvo¬ 
lumes, it is important to validate its integrity before proceeding with 
the analysis. This is achieved by cropping down from the apex in 
a transverse plane, inspecting for stitching artifacts between subvo¬ 
lumes. For analysis, a full-volume data set of the left ventricle can 
be cropped in a number of different ways using slicing techniques 
to create semiconventional 2D "slices" of the left ventricle 
(Figure 4). These would typically include the three longitudinal 
planes: apical four-chamber, two-chamber, long-axis, and a series of 
transverse (short-axis) planes. The latter planes are usually six or 
nine in number and are conventionally arranged in equidistant inter¬ 
vals from the base of the left ventricle to the apex (Figure 35). This is 
analogous to the display methodology used in magnetic resonance 
imaging. 

An important advantage of acquiring apical full-volume data sets that 
incorporate the entire left ventricle is the avoidance of foreshortening. 
Although higher image quality on apical 2D echocardiography can often 
be obtained by using a higher intercostal space, this results in foreshorten¬ 
ing of the left ventricle so that the true LV apex is not visualized. This can be 
avoided using 3D echocardiography because, if the entire left ventricle is 
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Figure 33 (Top) Biplane mode showing how the spatial relation of both image planes can be modified in three directions: rotation 
around a central stable longitudinal axis (yaxis) (leftpanel), elevation tilt (rotation around a frontal axis, xaxis) (middle panel), and lateral 
tilt (rotation around a capital axis, z axis) (right panel). Using the multiplane approach, two (bottom left) or three (bottom right) image 
planes can be rotated around a longitudinal axis (yaxis) with variable increments. The default setting for the angle between imaging 
planes is 60°. 


incorporated within the data set, postacquisition cropping can be used to 
create 2DE equivalent images that are not foreshortened. Furthermore, 
the use of slicing with adjustment of the planes in three vectors facilitates 
geometric correction and ensures that no plane is off axis. With 3D, every 
plane can be adjusted to ensure that it is correct geometrically and that it 
correlates with other planes acquired at different stress stages. 

However, manual cropping of the LV data set is time consuming. 
Therefore, 3D stress echocardiographic software incorporating 
auto-cropping features that create standard 2D slices on the basis of 
the presumption that the apical full-volume data set has been ac¬ 
quired using a standard orientation. The auto-cropped planes could 
then be manually adjusted at baseline to achieve the desired views. 
This manual cropping adjustment could be used as a template, which 
the software will then use to create views at subsequent stress stages. 
Again, manual adjustments should be possible at each stage. Some 3D 
stress software uses feature extraction techniques that incorporate 
preloaded 3D image templates. Pattern recognition is used to identify 
anatomic landmarks within the 3D data set, simplifying and allowing 
an automated cropping process. In addition to the use of the slicing 
technique that creates "standard" 2D views from the 3D data set, it 
is also possible to continuously move or rotate the cropping plane dur¬ 
ing playback to effectively create an infinite number of planes. For ex¬ 
ample, a four-chamber equivalent plane could be slowly rotated 
through 180° to help identify off-axis wall motion abnormalities 
that might otherwise be missed. 

d. Orientation and Display 

Conventional 2D stress echocardiograms are usually analyzed by dis¬ 
playing the same view at different stages side by side. It would be 


therefore more familiar for most users if the multislice format derived 
from stress 3D data sets would also be displayed in a side-by-side for¬ 
mat. New 3D stress software allows this feature, and it is recommen¬ 
ded to use this display methodology when available. There is a limit to 
the number of views that can be simultaneously displayed on a mon¬ 
itor with appropriate size and resolution to facilitate analysis. An alter¬ 
native display mode would be to select just one view and display it 
simultaneously with the same view obtained at other stages. 

e. Clinical Validation and Application 

Multislice views from 3DE stress studies should be interpreted in a sim¬ 
ilarway as conventional 2D stress studies evaluating stress-induced wall 
motion and thickening abnormalities. Side-by-side display of baseline 
and the various stress-stage images facilitates this. Adjustment of the im¬ 
age planes to avoid foreshortening and ensure reproducibility of the 
scan planes between stages will further increase the accuracy of 3DE 
stress techniques. In evaluating the diagnostic and prognostic value of 
stress echocardiography, it has been demonstrated that it is not only 
the presence and severity of stress-induced regional wall motion abnor¬ 
malities that are related to the extent of coronary disease and predictive 
of outcome, but changes in ejection fraction and ventricular volume 
have been also shown to be equally important 152,153 By permitting 
more accurate assessment of LV volume and ejection fraction, 
especially in patients with resting wall motion abnormalities, 3D 
echocardiography has a potential to further improve the accuracy of 
2D stress echocardiography but is still limited by temporal resolution. 

LV dyssynchrony, which is analogous to tardokinesis, is also 
a marker for stress-induced ischemia and can be detected by 3D echo¬ 
cardiography as well as by other techniques. Three-dimensional stress 
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Figure 34 Diagram illustrating the differences between conventional 2DE, multiplanar, and full-volume 3D imaging modes in the num¬ 
ber of separate views that must be acquired for a complete echocardiographic stress study. As the number of acquisitions decreases, 
the scanning time required to complete the study becomes shorter. 4CV, Four-chamber view; PLAX, parasternal long-axis; PSAX , 
parasternal short-axis; 3CV, three-chamber view; 2CV, two-chamber view. 



Figure 35 A 3D TTE full volume data set can be acquired from the apical window (left) and later cropped into a number of transverse 
slices from the apex to the base of the left ventricle (right). This imaging display is especially useful during 3D stress studies. 


studies using dynamic maps of contraction (Figure 11, lower left) may 
more accurately localize and estimate the severity of stress-induced is¬ 
chemia by identifying areas of delayed contraction. 

Because of its ability to acquire the entire LV volume 
within one beat, 3D stress transthoracic echocardiography 
holds promise for incorporation into clinical practice in the 
future. 


future evolution. However, it is important that 3D images be dis¬ 
played in a uniform manner to facilitate interpretation and compari¬ 
sons between studies (Table 5 and 6). In the near future, the ability 
to acquire a single-heartbeat full-volume data set with higher tempo¬ 
ral and spatial resolution, and live 3DE color Doppler imaging with 
a larger angle, should be feasible. All these will continue to enhance 
3DE utility and efficiency in daily clinical practice. 


18. CONCLUSIONS 


Three-dimensional transthoracic echocardiography currently comple¬ 
ments routine 2D echocardiography in daily clinical practice by pro¬ 
viding additional volumetric information. However, its full 
complementary potential has not been exploited. Table 7 describes 
the opinions of the writing group on the basis of available literature 
regarding the utility of 3D echocardiography in the assessment of car¬ 
diac function and structures. This recommendation paper is aimed to 
be a practical technical operation document for 3D transthoracic 
echocardiography and transesophageal echocardiography with cur¬ 
rent standard echocardiographic systems and on-cart software. The 
details will become obsolete with future systems and software, but 
once having started clinical 3D echocardiography with a full under¬ 
standing of basic terminology and menus, one can more easily follow 


NOTICE AND DISCLAIMER 


This report is made available by the ASE and the EAE as a courtesy 
reference source for their members. This report contains recommen¬ 
dations only and should not be used as the sole basis to make medical 
practice decisions or for disciplinary action against any employee. The 
statements and recommendations contained in this report are based 
primarily on the opinions of experts, rather than on scientifically ver¬ 
ified data. The ASE and EAE make no express or implied warranties 
regarding the completeness or accuracy of the information in this re¬ 
port, including the warranty of merchantability or fitness for a particu¬ 
lar purpose. In no event shall the ASE or EAE be liable to you, your 
patients, or any other third parties for any decision made or action 
taken by you or such other parties in reliance on this information. 
Nor does your use of this information constitute the offering of 











Journal of the American Society of Echocardiography 
Volume 25 Number 1 


Lang et al 41 


Table 7 Summary of indications for 3D echocardiography 



* mitral clips, mitral valvuloplasty, transcatheter aortic valve implantation, paravalvular leak closure, atrial septal 
defect closure, ventricular septal defect closure and left atrial appendage closure. 
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medical advice by the ASE or EAE or create any physician-patient re¬ 
lationship between the ASE, EAE, and your patients or anyone else. 
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